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SECTION  1 

INTRODUCTION  AND  BACKGROUND 


This  three-part  final  report  documents  the  research  program 
performed  for  the  Air  Force  Wright  Aeronautical  Laboratories, 

Aero  Propulsion  Laboratory,  by  the  University  of  Dayton.  The 
research  had  two  overall  objectives:  (a)  providing  profile 

data  that  can  be  used  to  evaluate  combustor  and  fuel  combustion 
models  and  (b)  evaluating  the  performance  of  combustor  models  and 
different  diagnostic  techniques  in  various  combustion 
environments . 

The  technical  efforts  dealing  with  the  design  and  develop¬ 
ment  of  a  two-dimensional  laser  Doppler  anemometer  are  described 
in  Part  I,  with  the  experimental  data  collected.  The  analysis 
and  modeling  tasks  involving  the  numerical  flowfield  predictions 
and  their  comparisons  with  the  experimental  data  are  described  in 
Part  II.  The  design,  development  and  performance  of  a  two- 
channel  time-resolved  laser  Raman  spectroscopy  system  are 
described  in  this  volume,  Part  III  of  the  report. 

1 . 1  BACKGROUND 

• 

The  development  of  laser-based  optical  diagnostic  probes 
using  spontaneous  Raman  scattering  ( RS )  in  combustion  and  gaseous 
flow  measurements  has  achieved  a  reasonable  degree  of  success  in 
characterizing  time-averaged  temperature  spatial  profiles  in 
steady  flows. 1 ' 2 , 3  Measurements  have  been  systematically  carried 
out  in  which  the  Raman  temperatures  have  been  shown  to  be  in 
excellent  agreement  with  the  temperatures  determined  from 
standard  thermocouple  and  gas-sampling  probe  data. 5  However, 
characterization  of  turbulent  flow  requires  the  capability  of 
resolving  not  only  spatial  differences,  but  more  important,  the 
temporal  fluctuations  as  well.  Basically,  the  type  of 
measurement  that  can  be  made  is  determined  to  a  large  extent  by 
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the  type  of  laser  being  used.  Generally,  high-energy,  (>1  J), 
short-pulse  (<lus)  lasers  with  suitable  beam  and  wavelength 
characteristics  are  limited  to  low  (<20/s)  repetition  rates. 

This  means  that  techniques  utilizing  such  lasers  can  provide 
probability  density  functions  (pdf's)  of  the  fluctuating 
var iable  .  ® •  7 > 8  However,  since  the  frequency  spectrum  is  limited 
to  half  the  measurement  rate  (Nyquist  interval),5  little 
information  regarding  the  frequency  content  of  the  fluctuations 
can  be  obtained.  Pulsed  lasers  of  the  Q-switched  variety  are 
being  used  in  nonlinear  scattering  techniques  such  as  coherent 
anti-Stokes  Raman  spectroscopy  (CARS)  to  generate  pdf's  of 
temperature  and  species  concentration  in  various  turbulent 
flows, 10/11  while  a  f lashlamp-pumped  dye  laser  has  been 
successfully  employed  to  generate  pdf’s  in  a  turbulent  diffusion 
hydrogen  flame  using  RS.® 

Ideally,  the  most  fruitful  experimental  approach  to 
characterizing  the  fluctuations  of  any  variable  is  to  record  in 
real  time  the  values  of  that  variable.  Then,  the  power  spectral 
density  function  (psdf)  or  the  autocorrelation  function  (acf),  as 
well  as  the  pdf  and  other  statistical  parameters,  can  be 
determined.  To  avoid  aliasing  in  the  common  circumstance 
involving  nearly  instantaneous  sampling  and  a  synchronous 
sampling  rate,  the  sampling  frequency  must  be  high  compared  to 
the  highest  frequency  contained  in  the  signal  to  be  recorded. 

This  measurement  scenario  can  be  accomplished  with  a  cw  laser; 
however,  since  the  power  is  too  low  for  nonlinear  techniques  to 
be  viable,  some  other  scattering  phenomenon  must  be  used.  The 
signals  available  in  a  typical  RS  measurement  on  a  gas  such  as  »2 
are,  for  example,  commonly  on  the  order  of  100's  of  counts/sec. 

If  the  measurements  were  made  over  10  ms  intervals  (i.e.,  a 
100  Hz  read  rate),  then  on  the  order  of  one  count  could  be 
expected  for  any  measurement.  The  resulting  high  statistical 
uncertainties  would  require  a  very  large  number  of  measurements 
zo  be  made  before  results  of  any  value  could  be  expected.7  Thus, 
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to  make  real  time  measurements  using  light  scattering,  schemes 
for  enhancing  the  signal  must  be  used. 

Higher  signal  count  rates  can  be  achieved  several  ways.  One 
way  is  to  use  a  molecule  with  a  large  scattering  cross  section. 
For  example,  concentration  fluctuation  studies  have  been  carried 
out  with  RS  on  turbulent^  and  unsteady^  flows  using  CH4  which 
has  a  vibrational  Raman  scattering  cross  section  nearly  an  order 
of  magnitude  high'r  than  Ng.^4  Another  approach  is  to  use 
elastic,  that  is,  Rayleigh  scattering  instead  of  an  inelastic 
scattering  scheme  of  which  RS  is  an  example.  Rayleigh 
scattering,  which  is  observed  at  the  laser  wavelength,  is  about 
lO^  times  stronger  than  the  vibrational  Raman  signal  due  to  the 
Q  branch  of  Mg.  The  Rayleigh  signal  from  a  gaseous  sample  is 
related  to  the  total  number  density  in  the  observed  volume.  In 
subsonic  cold  flow,  this  relationship  is  expected  to  be  a 
proportionality.  In  combustion  flows,  the  effective  overall 
Rayleigh  cross  section  can  be  adjusted  by  introducing  "dopant" 
gases  so  as  to  become  almost* independent  of  the  state  of  the 
gases,  namely  unburned,  burning,  or  combustion  products. 15  in 
these  special  cases,  the  observed  Rayleigh  signal  is  proportional 
to  the  total  number  density.  Furthermore,  if  the  pressure  is 
constant  throughout  the  flow,  the  temperature  can  be  obtained  by 
application  of  the  ideal  gas  law. 15  Because  of  the  very  large 
signal  levels  and  the  simplicity  of  only  a  single  measurement, 
this  method  is  very  attractive  for  making  dynamic  measurements  of 
temperature  in  turbulent  flows. 

The  above  approaches,  by  themselves,  have  a  rather  limited 
capability  with  respect  to  providing  information  concerning  the 
mixing  processes  in  turbulent  cold  and  combustion  flow  fields. 

The  dominant  constituent  in  any  air-breathing  combustion  flow 
field  is  Mg  and  two  of  the  principal  molecules  in  the  combustion 
process,  aside  from  HgO  and  the  fuel,  are  Og  and  COg.  Therefore, 
a  great  deal  of  information  concerning  mixing  orocesses  in 
turbulent  combustion  flow  can  be  obtained  by  studying  the 


simultaneous  fluctuations  of  temperatures  and  the  concentrations 
of  these  three  molecules.  This  requires  a  measurement  approach 
that  provides  strong  signals  using  a  cw  laser  and  species 
selectivity.  Selectivity  in  light  scattering  by  the  above 
molecules  means  a  Raman  technique  is  needed  and  the  strongest  RS 
signals  from  these  molecules  are  from  the  pure  rotational  RS 
lines. However,  the  rotational  lines  for  these  molecules  are 
densely  spaced  (>3  cm”l)  in  bands  within  100-200  cm~l  on  either 
side  of  the  laser  frequency.  This  means  that  fairly  high 
spectral  resolution  is  required  (i.e,  <1  cm“l)  to  achieve  the 
desired  selectivity  and  that  there  will  be  interferences  between 
at  least  some  of  the  lines  of  the  different  species. 

Ideally,  what  is  needed  here  is  a  high  read  rate  optical 
multichannel  detection  system.  Low  read  rates,  as  used  by  CARS, 
permit  the  use  of  detector  arrays. 10,11  Data  rates  in  excess  of 
30  Hz  can  presently  be  accomplished  only  by  some  sort  of 
polychroma tor  approach  using  photomultiplier  tubes  (PMT's).  Such 
an  approach,  for  example,  is  being  used  to  measure  the  Rayleigh 
line  and  RS  from  the  Q  branches  of  various  molecules 
simultaneously  with  velocity  measurements  using  laser  Doppler 
velocimetry  (LDV).!"7  Spontaneous  Raman  scattering  measurements 
of  this  sort,  however,  require  high-energy,  pulsed  lasers  which 
permit  measurements  of,  at  most,  pdf's  and  joint  pdf's. 
Furthermore,  because  the  read  rate  is  so  low  (~  1  Hz),  it  is 
difficult  to  acquire  enough  measurements  to  clearly  identify  the 
characteristics  of  the  desired  statistical  functions.  Therefore, 
if  two  or  more  pure  rotational  RS  lines  are  to  be  measured 
simultaneously ,  a  PMT-based  polychromator  must  be  constructed. 

The  primary  concept  in  measuring  the  concentration  of  a  gas 
or  its  temperature  using  an  optical  probe  is  the  spectroscopic 
detection  of  laser-excited  emissions  or  scattered  light  from 
specific  spectral  features  of  the  gas  which  contain  the  desired 
information.  For  Raman  temperature  measurements  in  air,  it  is 
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convenient  (and  customary)  to  use  M2  as  the  probe  molecule.  In 
the  rotational  spectrum,  the  temperature  can  be  obtained  from  the 
ratio  of  the  intensities  of  any  two  lines^-3  or  groups  of  lines.  3 
A  feature  common  to  all  such  two-frequency  measurements  is  the 
requirement  that  any  laser-induced  background  spectrum  be 
reasonably  steady  in  magnitude  and  shape.  This  restricts  the 
measurements  to  noncombusting  flows  or  to  relatively  clean 
flames.  Constant  background  signals,  such  as  PMT  dark  count  and 
ambient  light,  can  be  subtracted  out  with  no  difficulty,  provided 
they  are  small  compared  to  the  Raman  signal. 

The  objective  of  this  work  was  to  develop  the  capability  for 
making  real-time  measurements  of  temperature  and  species  con¬ 
centrations  as  a  function  of  position  in  turbulent  flow.  An 
important  part  of  this  goal  was  to  characterize  the  temporal 
mixing  processes  in  turbulent  cold  flow.  Both  temperature  and 
fuel-air  mixing  processes  require  that  a  minimum  of  two 
simultaneous  wavelength  channels  be  recorded.  With  two  channels, 
these  two  types  of  measurements  are  mutually  exclusive.  Although 
more  channels  could  have  been  designed  into  the  current  system, 
it  was  decided  that  the  additional  complexity  and  co.st  were  not 
warranted  and  could  best  be  deferred  to  later  system  upgrading. 
System  performance  objectives  were  to  record  the  two  wavelength 
channels  at  up  to  at  least  1  kHz  read  rates  from  a  sample  volume 
of  <1  mm^.  For  example,  a  fluctuation  frequency  capability 
out  to  1  kHz,  corresponding  to  an  integral  time  scale  of  about 

1  ms,  would  permit  a  reasonable  range  of  turbulent  flows 

to  be  investigated .  3-9  This  would  require  a  read  rate  of  at  least 

2  kHz.  For  a  10%  Poisson  uncertainty  for  a  single  measurement, 
an  average  count  per  read  of  100  would  be  necessary.  This  means 
average  count  rates  on  the  order  of  200  kcounts/s  are  required. 
Such  count  rates  were  obtained  in  this  work  with  a  COg  let  in 
room  temperature  air;  however,  the  signals  were  considerably 
lower  in  a  flame.  This  report  describes  the  development  of  a 
two-channel,  time-resolved  laser  Raman  spectroscopy  system.  This 


system,  hereafter  referred  to  as  the  TiLaRS  system,  was  designed 
to  measure  simultaneously  two  rotational  Raman  lines  in  real 
time.  A  dedicated  minicomputer  records  the  two  channels  in  less 
than  1  us.  An  optical  multipass  cell  increased  the  laser  beam 
intensity  in  the  observed  volume  by  a  factor  of  about  13.  A 
reverse-optics  mirror  nearly  doubled  the  observed  signal.  High 
quantum  efficiency  PMT's  were  used  along  with  an  argon  ion  laser 
giving  about  6  W  at  488  nm .  The  essential  features  of  this 
system  and  some  of  the  preliminary  results  are  presented. 
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SECTION  2 
THEORY 


2.1  GENERAL 

The  theory  of  RS  and  the  results  of  experimental  studies, 
particularly  for  diatomic  molecules,  have  been  reported  in  great 
deta il .  16  •  20-23  Only  those  features  of  the  theory  essential  to 
the  derivation  of  the  working  equations  will  be  presented.  The 
objective  is  to  determine  expressions  relating  concentration  and 
temperature  to  the  observed  intensities  and  the  corresponding 
uncertainties  to  the  measurement  parameters.  The  rotational 
energy  levels  are  labeled  by  the  rotational  quantum  number  J. 
Pure  Stokes  rotational  Raman  transitions  of  a  diatomic  molecule 
can  occur  only  to  levels  where  J  increases  by  two. 20  Thus, 
expressions  for  given  transitions  are  adequately  identified  by 
the  initial  J  value  of  the  transition. 

The  SO^-scattering  geometry  was  used  in  this  work  wherein 
the  direction  in  which  the  scattered  light  is  collected  was,  on 
the  average,  at  a  right  angle  to  the  focused  laser  beams.  The 
average  number  of  photoelectrons  per  second  ft j  measured  at  the 
anode  of  a  PMT  during  a  given  read  time  interval  At  due  to  light 
of  frequency  vj  scattered  into  the  collecting  solid  angle  0 
resulting  from  a  J  *  J  +  2  rotational  transition  is  given  by 


ftj  =  Nji^/Vj, 


(1) 


where  Pe 
observed 
'J  L '  £  is 


is  the  average  excitation  photon  rate  incident  on  the 
volume  during  At  due  to  the  laser  light  having  frequency 
the  system  detection  efficiency  factor  which  includes 
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the  transmittance  of  the  optics  and  the  spectrometer  and  the  PMT 
quantum  efficiency,  o j  is  the  differential  rotational  Raman 
scattering  cross  section  in  cm^/ster,  Nj  is  the  average  number  of 
molecules  per  cm^  in  the  initial  state  J  during  At,  and  2  is  the 
effective  length  in  cm  of  the  focused  laser-beam  image  passed 
through  the  entrance  slit  of  the  spectrometer.  The  ratio  v l/v j 
can  be  dropped  from  Equation  (1)  since  it  is  essentially  unity 
for  pure  rotational  RS .  It  arises  from  the  fact  that  the  cross 
section  is  defined  in  terms  of  the  scattered  power  per  unit  of 
incident  power. 21  The  population  density  Nj  in  molecules/cm^  is 
given  by 

Uj  =  Ng j  (  2 J  +  1)  exp[ -(hc/iOEj/T] /Qr,  (2) 

where  N  is  the' average  molecular  concentration  in  cm"3  during  the 
read  interval,  gj  and  2J  +  1  are  respectively  the  nuclear  spin 
and  the  rotational  degeneracy  factors,  Ej  is  the  energy 
separation  in  cm~l-  of  the  J  level  from  the  ground  state  (J  =  0 
level),  T  is  the  absolute  temperature  in  Kelvins  (K),  Qr  is  the 
rotational  partition  function,  and  the  factor  hc/k  contains  the 
usual  fundamental  constants  which  give  1.4388  K/cm~l.  The  energy 
separations  of  the  levels  are  given  by20 

Ej  =  BVJ( J  +  1) ,  (3) 

where  Bv  is  the  rotational  constant  which  is  a  weak  function  of 
the  vibration  quantum  number  v.  For  3q  =  1.9895  cm"^.20/22 


8 


The  rotational  partition  function  or  state  sun  can  he 
expressed  by 


0 


r 


l  g  T  ( 2  J  +  1)  exp[-(hc/k)  RnJ(J 
J  =  0  J  U 


1)  /t]  . 


(4  ) 


The  nuclear  spin  degeneracy  gT  depends  on  the  nuclear  spin  I  of 
the  molecule.  For  integral  I,  as  for  M2  in  which  1=1,  g  is 
equal  to  (21  +  1)(I  +  1)  and  (21  +  1)1  respectively  for  symmetric 
and  antisymmetric  rotational  levels.  20  Fh;en  J  states  in  M2  are 
symmetric  while  odd  J  states  are  antisymmetric.  This  gives  gj  = 

6  or  3,  which  increases  the  signals  obtained  from  the  even  J 
lines  calculated  via  Eqs.  (1)  and  (2)  by  a  factor  of  two  over  the 
odd  J  lines.  This  fact  means  that  generally  the  even  J  lines  are 
preferred  for  measurements  on  the  M2  spectrum.  Since 
(hc/k )B0/T<<1  in  Eq.  (4)  for  N2  with  T  >  300  K,  the  summation  can 
be  replaced  by  an  integral,20  which  gives 


O^  ~  (21  +  1 ) 2  T/( 2BQhc/k ) . 


(5) 


In  addition  to  the  T“2  dependence  introduced  by  Eq.  (5)  into  the 
observed  count  rate  nj,  there  is  a  T-2  contribution  from  N  via 
the  kinetic  theory  (i.e.,  the  gas  law)  given  by  the 


M  =  p/kT  in  m-2  , 


(6) 


9 


where  here  p  is  the  partial  pressure  of  Mg  in  Hewtons/m^  and  k  is 
the  Boltzmann  constant  which  is  equal  to  1.3806  x  10“23  j/x.  The 
resulting  T~-  factor,  which  is  in  contrast  to  the  ~T"7  factor 
that  is  in  the  vibrational  Ran an  expression  due  to  Eq .  (6),  makes 
a  significant  contribution  to  the  ultimate  limit  on  the  upper 
temperature  that  can  be  usefully  measured  under  constant  pressure 
using  a  specific  pair  of  pure  rotational  Stokes  lines. 

Equations  (4)  and  (5)  are  acceptable  provided  that  the 
population  of  the  excited  vibrational  levels  (i.e.,  v  >  0)  are 
negligible.  At  T  =  1000  K ,  only  about  3.5%  of  the  Mg  con¬ 
centration  is  associated  with  the  first  excited  vibrational  level 
(v  =  1).  However,  at  2000  K  this  fraction  increases  to  about 
19%.  The  situation  is  further  complicated  by  the  fact  that  the 
pure  rotational  transitions  from  molecules  in  vibrationally 
excited  states  are  shifted  towards  the  laser  line  by  an  amount 
given  by  20,24 


<5  v  =  -4  {  J  +  3/2  )a  v 
J  e 


(7) 


where  ae  is  the  rotation-vibration  interaction  constant.  For 
Ng,  ae  =  0.0187  cm"7.20  The  effect  of  this  shift  is  to  displace 
the  center  of  the  observed  rotational  line  away  from  the  room 
temperature  position  with  increasing  temperature  by  an  amount 
that  is  different  for  different  J  values.  For  example,  the  v=l 
shifts  given  by  Equation  (7)  for  J  =  3  and  11  are  respectively 
-0.71  and  -0.94  cm-^-.  If  the  spectrometer  slit  function  were 
rectangular  and  had  a  width  somewhat  larger  than  the  biggest  v=l 
shift,  then  the  error  in  using  Equation  (5)  would  be  less  than 
3.5%  at  2000  K.  The  error  increases  as  the  slit  function  becomes 
more  triangular  for  a  fixed  full  width  at  half  maximum  ( fwhm ) . 

For  example,  an  error  of  3%  (too  low)  has  been  reported  using  a 
triangular  slit  width  of  2.6  cm"*  fwhm. 75 
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The  scattering  cross  section  oj  depends  on  the  polarizations 
of  the  incident  and  scattered  light.  In  the  scattering  geometry 
used  in  this  work  the  incident  laser  beam  is  plane  polarized 
perpendicular  to  the  plane  formed  by  the  laser  beam  direction  and 
observation  direction.  The  scattered  light  was  collected  oy  tne 
spectrometer  without  passing  through  a  polarizer  or  a  de¬ 
polarizer.  However,  the  spectrometer  transmittance  depends  on 
both  the  incident  polarization  and  wavelength.  Since  the 
rotational  lines  used  in  this  work  were  located  within  a  narrow, 
80-cm"l  interval  and  the  polarization  was  fixed,  the  factors 
which  account  for  these  effects  are  constant  and  independent  of 
the  J  values  of  interest,  and  therefore  can  be  neglected  for  our 
purposes.  Thus,  for  convenience,  we  will  use  the  sum  of  the 
polarized  component  (i.e.,  parallel  to  the  laser  polarization) 
and  the  depolarized  component  (i.e.,  perpendicular  to  tne  laser 
polarization)  for  the  cross  section  as  expressed  by23 


56*  (J  + 
15 ( 2 J  + 


1)  ( J 
.)  (  2 J 


where  y  is  the  anisotropy  of  the  molecular-polarizability  tensor 
in  cm^.  The  value  of  y  2  for  N2  excited  by  488  nm  laser  light  is 
0.518  -  8%  x  10"43cm6.16  The  scattered  frequency  v  j  is 
reasonably  approximated  by20 

vJ=vL“b0(4j  +  6)'  (9) 

where  is  the  laser  frequency  in  cm"^-  (i.e.,  the  inverse  of  tne 
laser  wavelength). 
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2.2  TEMPERATURE  AND  CONCENTRATION  EQUATIONS 

In  order  to  determine  temperature  from  the  measured  count 
rates  of  two  rotational  lines,  let  the  J  values  of  these  two 
channels  be  given  by  J A  and  JB  where  the  3  channel  is  ta^en  as 
closest  to  the  laser  line.  For  ease  of  expression,  we  shall 
replace  the  subscript  J  by  A  or  B  from  here  on,  as  appropriate. 
The  ratio  of  the  observed  Raman  counts  accumulated  during  an 
accurately  known  read  time  interval  At  is  obtained  from  Eq.  (1) 
as 


R  = 

o 


ftAAt  _  £ACTAMA 
^8At  £3aBM3 


The  system  efficiency  factors  are  in  general  different  since  two 

different  detectors  are  used.  Using  Eq.  (2),  the  ratio  in  Eq. 

» 

(10)  can  be  expressed  as 

Ro  =  Re(CA/CB)  exp  [(Kb-Ka)/t]  ,  (11) 

where  R^  =  e A/e g  is  the  responsivity  or  detection  gain  of  channel 
A  relative  to  channel  B,  and 

CA  =  gANB0aA(2JA  +  1 ) / ( 21  +  l)2.  (12) 

From  Eq .  ( 3 ) 


Ka  =  1.4388  BqJa(Ja  +  1). 


(13) 
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The  equations  for  C3  and  Kq  are  the  same  as  Eqs.  (12)  and  (13) 
with  A  replaced  by  3.  From  2q.  (11),  the  temperature  equation 
can  be  written  as 


T  =  K]/ln(  K2 R ) 


(  14  ) 


where 


R  =  Ro/Rc  (15) 

Ki  =  Kb  -  ka 

and  ( 16 ) 

k2  =  C3/CA 


The  ratio  is  effectively  a  gain  factor  which  must  be 
experimentally  determined.  It  provides  an  adjustable  parameter, 
for  calibration  purposes.  Note  that  the  factor  in  Eq.  (3. 
involving  the  fourth  power  of  the  scattered  frequency  is 
practically  unchanged  when  going  from  channel  A  to  channel  B, 
thereby  making  the  ratio  of  these  factors  in  Cb/C^  essentially 
unity . 


Values  of  the  constants  in  Equation  (14)  for  cases  of 
interest  in  this  report  are  given  in  Table  1. 
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TABLE  1 

Constants  for  the  Temperature  Equation  Using  Two  Rotational 

Raman  Lines  of 


Ja/jB 

K1 

CO 

x2 

7/4 

-103.05 

1.2879 

9/6a 

-137.40 

1.4255 

11/8 

-171.75 

1.5182 

14/10 

-286.25 

0 .74130 

aThese  lines  are  overlapped  by  O2  lines.  See  text. 


The  plots  of  the  calibration  curves  using  Equation  (14)  and  the 
values  in  Table  1  are  given  in  Figure  1.  Except  for  the  last 
case,  the  portion  of  the  observed  Stokes  rotational  Raman 
spectrum  of  air  applicable  to  Table  1  is  given  in  Figure  2. 

As  can  be  seen  in  Figure  2,  the  case  of  J^/Jb  =  9/6  involves 
the  accidental  overlap  or  mixing  of  the  J  =  9  and  13  lines  of  O2 
respectively  with  the  J  =  6  and  9  lines  of  M2.  The  resultant 
"mixed"  lines  are  the  strongest  in  the  Rajnan  spectrum  of  air 
which  makes  them  very  attractive  for  measurements  when  the  Cb  and 
M2  concentration  ratio  is  constant  and  the  behavior  of  the  two 
molecules  is  indistinguishable.  This  would  be  the  case,  for 
example,  in  noncombustion,  subsonic  flows.  The  lines  are  not 
perfectly  overlapping.  In  channel  A,  the  J  =  9  M2  line  is 
shifted  34.03  cm-!-  from  the  laser  line  while  the  J  =  13  O2  line 
is  at  33.39  cm-!-.  In  channel  3,  the  J  =  6  M2  line  and  the  J  =  9 
O2  line  are  respectively  at  60.02  and  60.39  cm-!-. 
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TEMPERATURE (K) 


RAMAN  SIGNAL  RATIO 


Figure  1. 


Theoretical  Temperature  Calibration  Curves  for  Four 
Pairs  of  Stores  Rotational  Raman  Lines  of  N2 .  [The 
9 / 6 ( M }  pair  includes  the  J  =  13  and  9  lines  of  O2 -  1 


RAMAN  SIGNAL  (COUNTS/S) 


In  order  to  use  the  mixed  lines  for  temperature  measure¬ 
ments,  it  is  necessary  that  the  channel  or  slit  widths  be  wide 
enough  to  completely  encompass  tr.e  lines  from  both  species.  1-3 
this  is  the  case,  the  relationship  oetween  the  temperature  and 
the  ratio  of  the  mixed  lines  can  be  found  by  referring  to 
Equation  (10)  which  now  becomes 


nA  +  n  a 

D  —  _ _  —  O  » 

m  '  nB  +  nB  "  ° 


1  +  n  A/n  A 


1  +  ^/n'. 


=  R' 


(17) 


where  the  single  and  double  primes  denote  respectively  N2  and  O2. 
The  quantity  in  the  brackets  represented  by  *  can  be  calculated 
using  Equations  (12)  and  (13), 


1  +  (C-/C-)  exp[-(K"-K^)/T] 
’  =  1  +  (Cg/Cg)  exp[  -(  Kq-Kq)7t] 


(  18) 


The  constants  needed  to  calculate  Equations  (12)  and  (13)  for  O2 
are  =  1.35  x  10~48  cm®,l®  Bg  =  1.4377  cm~2,20,22  and  = 

93  a  1  for  I  =  zero. 20  The  factor  %  is  a  weax  monotonically 
decreasing  function  of  temperature.  Its  values  at  300  and  1500  K 
respectively  are  0.76909  and  0.63724.  An  expression  relating 
temperature  to  Rm  was  determined  by  fitting  the  quotient  of  two 
polynomials  in  Rm  to  a  table  of  values  of  Rm  and  T  numerically 
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generated  from  Equations  (111,  (17),  and  (13).  The  resulting 

equation  is  given  by 


(  19) 


where  a  «  23.94,  b  =  153.04,  e  =  63.94,  d  =  1.052442,  and  T  is  in 
Kelvins.  This  equation  is  accurate  to  within  i  0.13%  over  the 
range  of  250  to  2500  K.  Thus,  the  curve  given  in  Figure  1  for 
the  "9/6"  case  is  a  plot  of  Equation  (19). 

The  dependence  of  the  species  concentration  N  on  the 
observed  Raman  signal  Aj  can  oe  derived  from  Equations  (1),  (2), 

and  (5).  We  replace  e  in  Equation  (1)  by  e'  which  now  includes 
all  the  constants  that  appear  in  the  expression  relating 
nj  =  A jA t  to  N.  Thus,  we  obtain 


jx^X  Tfr  '  1 

N  =  nj  j  g-.p^  exp  :  (hc/JOEj/T]  J  ,  (20) 

where  X  =  v  /  (see  Eq.  9),  X  =  v  r^,  f  =  (dtj^,  and  Ej  is  given 
by  Equation  (3).  The  utility  of  Equation  (20)  in  variable- 
temperature  measurements,  such  as  in  flames,  is  that  it  permits 
the  calibration  to  be  independent  of  the  various  measurement 
parameters  such  as  the  read  rate  £c.  It  should  oe  noted  that  the 
units  of  the  pre-exponential  factors  can  be  chosen  for 
convenience  since  the  value  of  the  calibration  constant  1  is 
arbitrary. 
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A.  more  convenient  quantity  to  compute  in  concentration 
measurements  than  N  is  the  mole  fraction  c  where,  using  Equation 
(  S )  ,  we  have 


c  =  N/Nr  =  N  k  T/p  ,  (21) 

with  p  now  the  total  pressure  of  the  gaseous  mixture.  The 
reference  concentration  Nr  can  be  given  or  it  can  be  computed  as 
shown  in  Equation  (21)  for  subsonic,  constant-pressure  flows. 

In  constant-temperature  measurements  with  the  measurement 
parameters  held  constant,  the  quantity  in  the  braces  in  Equation 
(20)  is  constant.  Equation  (21)  can  now  be  expressed  as 


c  =  nj/n Jr 


(  22) 


where  njr  is  the  mean  counts  per  read  for  the  line  specified  by 
J  that  corresponds  to  100%  concentration  of  the 'measured  gas. 

2.3  POISSON  UNCERTAINTY  EQUATIONS 

Since  photon-counting  measurements  follow  Poisson  sta¬ 
tistics,  it  is  possible  to  arrive  at  expressions  which  give  the 
precision  uncertainties  in  measurements  of  temperature  and/or 
species  concentration.  Of  course,  the  accuracy  uncertainty 
depends  not  only  on  the  precision  of  the  measurement  but  also  on 
the  calibration  procedure  and  the  calibration  standard.  The 
primary  goal  here  is  to  be  able  to  predict  the  precision  of  a 
measurement  given  the  signal  levels  and  the  measurement 
parameters . 

The  measured  count  rate  M  in  general  is  the  sum  of  the 

•  (I) 

Raman  count  rate  *i,  the  laser-induced  background  count  rate  b  , 
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the  nonlaser-induced  background  count  rate  b'  ,  and  the  detec¬ 
tor  dark  count  rate  d.  We  assume  that  in  any  particular  measure¬ 
ment  circumstance  these  four  quantities  are  statistically 
stationary  random  variables.  Thus,  if  the  sum  of  the  two 
background  signals  is  given  by 


for  each  channel,  then  the  Raman  count  rate  is  given  by 

n  =  M  -(b  +  d)  .  ( 24 ) 

In  a  multichannel  system,  however.  Equation  (24)  does  not 
adequately  deal  with  the  problem  of  calibration  of  the 
responsivity  £  of  a  given  channel  [see  Equation  (1)] .  Either  the 
responsivities  of  the  channels  can  be  made  equal,  or  correction 
factors  can  be  determined ’by  calibration  against  a  reference 
light  level.  We  chose  the  latter  approach,  since  it  permits  the 
system  response  determining  parameters  to  be  held  constant. 

The  total  photoelectron  count  rate  n  +  b  is  the  quantity 
affected  by  the  channel  detection  efficiency  e .  A  reference 
photon  count  rate  [ (n  +  b)/e]r  can  be  used  to  effectively  modify 
or  "correct"  the  channel  responsivity  to  produce  a  particular 
photoelectron  count  rate  for  a  given  total  light  signal.  Thus, 
using  Equation  (24)  we  can  write 
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Since  the  photon  rates  in  the  brackets  are  made  equal  in  the 
calibration,  we  have 


M  -  d  =  G(n  +  b)  , 


(26) 


where  G  =  e/er  is  the  channel  "gain"  factor  needed  to  correct  the 
measured  photoelectron  count  rate  M  -  d  in  order  to  ensure  that 
the  resulting  Raman  photoelectron  count  rate  n  can  be  traced  to 
a  known  responsivity .  Thus,  the  quantities  n  and  b  determined 
from  Equation  (26)  are  now  calibrated  against  the  reference 
responsivity  er.  For  temperature  measurements,  we  will  choose 
the  B-channel  responsivity  to  be  the  reference,  namely  er  =  £3. 

It  is  now  convenient  to  define  the  corrected  "total" 

•  I 

background  signal  b  as 


b  =  Gb  +  d  . 

Then  Equation  (25)  can  be  written 

n  =  ( M  -  b ' ) /G  . 


(27) 


(28) 


It  is  common  to  measure  the  total  background  at  a  lower  read  rate 
fb  than  the  intended  measurement  read  rate  fr.  This  has  an 
impact  on  Equation  (28)  written  in  the  count-per-read  form; 
namely 


n  -  (M  -  b'fb/fr)/G  . 


(  29) 


21 


Thus,  using  this  equation  with  Equations  (10)  and  (15),  we  obtain 
the  "true"  ratio  of  the  Raman  signals  in  the  two  channels  to  be 


where 

Be  =  Ga/Gb  =  e  A/£  B  (  3 1 ) 

We  note  that  Rg  is  the  gain  of  channel  A  relative  to  the  gain 
of  channel  B.  Equations  (29)  and  (30)  apply  respectively  to 
concentration  and  temperature  measurements.  , It  is  assumed  here 
that  the  total  background  counts  b^  and  b^  on  a  per-read  basis 
can  be  obtained  respectively  when  nA  =  ne  =  0  from  the  actual 
observed  counts  as  given  by  Equation  (29)  for  fr=  f^.  These 
measurements  are  independent  of  the  Raman  measurements.  Thus, 
the  M  and  b'  quantities  in  Equations  (29)  and  (30)  are  the  actual 
numbers  of  counts  observed.  Generally,  this  approach  is  most 
satisfactory  when  b  '  < < n .  The  detailed  procedures  for  arriving 

at  suitable  values  for  b'  and  b'  are  discussed  in  Section  4. 

A  B 

The  uncertainties  in  the  temperature  and  concentration 
result  from  the  propagation  of  the  uncertainties  in  the  various 
quantities  in  Equations  '14),  (20),  (29),  and  (30).  This 
propagation  is  relatively  straightforward  provided  that  the 
various  uncertainties  are  not  too  large  (say  _<30%)  or  the 
quantities  are  normally  distributed,  and  where  the  quantities  are 
uncorrelated .  26  The  basic  properties  of  a  Poisson-distributed 
variable  are  that  the  expectation  value  of  the  variable  and  its 
variance  both  equal  the  mean  of  the  distribution.  These  are 
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respectively  the  first  moment  about  the  origin  and  tne  second 
central  moment  of  the  distribution.  Thus,  the  standard 
deviations  s\\  and  S’Q  in  the  observed  counts  per  read  for 
M  and  o'  are  respectively  /I  and 

The  fractional  (or  relative)  uncertainty  in  a  single 
measurement  of  temperature  using  Equation  (14)  is  given  by 


st/T  ~  {  (s1/K1)2  +  [  (s2/K2)2  +  (sr/R)2]  ( T/Kx )  2}  1/2  ,  (32! 


where  s<r»  si,  S2  and  s$  are  respectively  the  standard  deviations 
in  T,  K]_ ,  K2  and  R.  Since  K]_  and  K2  are  fixed  values  in  any 
series  of  measurements,  their  uncertainties  affect  the  accuracy 
of  the  measurements  while  Sr  characterizes  the  precision  of  each 
measurement.  Thus,  the  uncertainty  in  the  measured  temperature 
of  primary  interest  becomes,  from  Equation  (32), 


sT  »  (sR/R)T2/ 


(33) 


In  the  calculations  of  Sr/R  it  was  assumed  that  the  read  rates 
fr  and  ffc>  and  the  gain  ratio  R^  in  Equation  (30)  are  constants  in 
any  given  measurement  and  that  any  uncertainties  in  these 
quantities  impact  the  accuracy  rather  than  the  precision  of  the 
measurement.  Actually,  the  read  frequency  was  determined  by  a 
crystal-controlled  oscillator  to  1  ppm  and  the  gain  ratio  was 
measured  to  better  than  0.1%.  In  the  derivation,  we  make  liberal 
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use  of  Equation  (29)  while  referencing  all  signal  levels  to 
channel  B.  Thus,  after  considerable  manipulation,  we  obtain 


V1 


b ' 

BB 


+ 


Rb8£°3B  \ 

Re8<1  -  5^)J 


+ 


RfbBB 


+  1  / 


(  34) 


where 


bB  ^  fb//f  r 


or 


(  35) 


J 


and 


5  bA/bB 


(  36) 


Rf  5  1 


£,  /£  ) 

b'  r 


(  37) 
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We  note  that  in  the  limit  of  SB 


D ' 

A 


(l/nA)  +  (l/tig)  , 


(  33) 


which  clearly  shows  the  desirability  of  having  high  Raman  count 
rates  when  a  high  read  rate  is  used. 

Evaluations  of  Equation  (33)  using  Equation  (34)  are 
conveniently  accomplished  by  calculating  s^  /tb  =  sT  /wfZ. 
Figures  3  and  4  show  plots  of  this  quantity  as  a  function  of 
temperature  respectively  for  equal  backgrounds,  namely  =  1, 
and  for  R^  =  0.5  using  the  =  11  and  Jb  =  3  lines  of  ^2- 
The  plots  show  a  range  of  background  levels  from  b^B  =  0  to  0.5. 
The  read  rate  factor  Rf  was  1.0  in  these  plots  which  is 
easily  accomplished  in  practice.  For  example,  in  Figure  3,  for 
bgB  -  0.5  at  2500  K,  sq?  increases  only  4%  for  Rf  =  1.1.  The 
impact  of  choosing  a  wider-spaced  pair  of  lines  can  be  seen  in 
Figure  5  where  the  calculation  of  Figure  3  was  repeated  using 

=  14  and  Jb  =10.  Comparing  these  two  figures  shows  that  the 
temperature  uncertainty  is  reduced  by  approximately  a  factor  of 
two  in  Figure  5  compared  to  Figure  3.  This  means  that  for  a 
given  uncertainty,  the  14/10  pair  will  permit  a  measurement  at 
about  twice  the  temperature  permitted  for  the  11/3  pair. 

The  uncertainty  in  variable-temperature  concentration 
measurements  for  constant-pressure  subsonic  flows  can  be 
obtained  from  Equations  (20)  and  (21)  by  substituting  Equation 
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Figure  3.  The  Temperature  Poisson  Uncertainty  s-p  for  the  J^/Jg 
Ratio  of  il/8  of  N2  for  an  A/3  Background  Ratio  of 
1.0.  [The  curves  are  for  channel-3  bac.<ground-to- 
total  signal  ratio  o'  of  0.0  to  0.5.  See  Equations 
( 33 )  through  ( 37  )  .  ] 
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The  Temperature  Poisson  Uncertainty  for  the  Ja/Jb 
Ratio  of  11/8  of  N2  for  an  A/B  Background  Ratio  of 
0.5.  [The  curves  are  for  channel-B  bac.tground-to- 
total  signal  ratio  big  of  0.0  to  0.5.  See  Equations 
( 33 )  through  ( 37 ) . ] 
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(14).  Assuming  the  concentration  is  measured  in  channel  3  and 
the  uncertainty  in  the  mole  fraction  cq  is  sC3,  we  obtain 


where  s^/T  is  obtained  from  Equations  (33)  and  (34).  The  impact 
of  Equation  (39)  is  that  the  percent  uncertainty  in  a  con¬ 
centration  measurement  in  a  variable-temperature  may  be  near  zero 
or  as  high  as  twice  the  percent  uncertainty  in  temperature, 
depending  on  the  value  of  Kb/T.  This  suggests  that  the  choice  of 
Jb#  which  determines  the  value  of  Kb,  is  an  important  decision  if 
optimum  simultaneous  measurements  of  temperature  and 
concentration  are  to  be  made.  In  constant-temperature 
measurements  the  second  term  in  Equation  (39)  propagates  the 
accuracy  uncertainty  in  the  given  temperature  value,  while  the 
first  term  is  all  that  is  needed  to  calculate  the  precision 
uncertainty  associated  with  Equation  (22). 

The  precision  uncertainty  in  the  temperature  determined 
using  tne  mixed  lines  discussed  in  association  with  Equations 
(17)  and  (18)  is  given  by  s^m  ~  I  3 T/3 Rm  |  Sr  where  the  derivative 
(evaluated  at  Rm)  is  most  easily  obtained  from  a  numerical 
evaluation  of  Equation  (19)  and  Sr  is  given  by  Equation  (34). 
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SECTION  3 

SYSTEM  DESIGN  AND  PERFORMANCE 


In  this  section  are  descriptions  of  the  optical  subsystems, 
electronics,  and  software.  The  impact  of  the  basic  objectives  of 
the  work  on  the  system  design  is  discussed,  and  the  performance 
characteristics  of  the  various  subsystems  as  well  as  the  overall 
TiLaRS  system  are  presented.  Many  details  concerning  the  design, 
adjustment,  and  operation  of  the  TiLaRS  system,  including  com¬ 
puter  program  listings,  are  contained  in  the  Operations  Manual. 27 

3.1  DESIGN  OBJECTIVES 

The  TiLaRS  system  was  designed  to  measure  simultaneously  the 
intensities  of  two  pure  StoKes  rotational  Raman  lines.  The 
two-channel  capability  was  obtained  by  selecting  two  wavelength 
regions  in  the  exit  slit  plane  of  the  .spectrometer  using  a 
specially  designed  crossed-axis  cylindrical  lens  system  and  a 
pair  of  custom-fabricated  slit  mirrors. High  sampling  or 
"read"  rates  were  accomplished  by  parallel  data  transfer  to 
high-speed  parallel  input  ports  of  a  dedicated  minicomputer. 

The  TiLaRS  system  has  two  measurement  capabilities: 

(a)  to  measure  the  dynamic  temperature  of  a  diatomic  probe  gas, 
typically  N2,  and  the  probe  gas  concentration  simultaneously  in 
gas  flows  or  flames,  and  (b)  to  measure  the  dynamic  concentration 
of  two  molecular  species  simultaneously  in  constant  temperature 
(i.e.,  in  "cold"  or  noncombusting)  gas  flows.  In  the  latter 
case,  the  species  of  primary  interest  were  N2,  O2 t  and  CO2.  The 
essential  requirement  for  the  data  to  have  a  reasonable  degree  of 
accuracy  in  any  measurement  is  that  the  background  signals  be 
steady  and  have  fluctuations  that  are  small  compared  to  the 
fluctuations  in  the  Raman  signals.  This  is  accomplished  most 
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conveniently  when  the  bacKground  signals  are  weak  compared  to  the 
Raman  signals. 

It  should  be  noted  that  although  the  system  was  intended  to 
be  used  with  pure  rotational  Raman  lines,  it  can  also  measure 
concentration  and  temperature  using  the  £irst  hot  band  and  the 
ground-state  band  of  the  Q-branch  of  the  Stokes  vibrational- 
rotational  Raman  spectrum  of  Because  of  the  weak 

intensity  of  the  hot  band,  this  possibility  was  not  pursued. 

Since  high  read  rates  require  high  Raman  signal  levels,  the 
available  laser  power  in  the  observed  volume  was  increased  by 
passing  the  laser  beam  through  an  optical  multipass  cell.  In 
addition,  a  reverse  optics  mirror  was  used  to  nearly  double  the 
collected  light.  These  features,  plus  the  use  of  a  high-power  cw 
argon  ion  laser  and. selected  high-quantum-ef f iciency  PMT’s, 
provided  the  highest  Raman  signals  possible  using  the  available 
spectrometer. 

3.2  SYSTEM  OVERVIEW 

A  complete  block  diagram  of  the  TiLaRS  system  as  presently 
configured  is  shown  in  Figure  6.  The  laser  tube  is  water  cooled 
using  a  closed-loop  heat  exchanger  system.  The  laser  is  equipped 
with  a  power  meter  which  can  be  used  to  maintain  the -output  power 
constant  to  better  than  0,5%  via  a  feedback,  loop  to  the  laser 
current  control.  Although  the  cavity  dumper  is  mounted  and 
aligned,  the  laser  was  normally  operated  without  the  dumper,  due 
to  the  lower  power  output  (-38%)  of  the  cavity-dumped 
configuration . 

The  scattered  light  from  the  focus  of  the  laser  beams  in 
the  multipass  cell  is  collected  and  focused  on  the  entrance  slit 
of  the  spectrometer.  The  exit  slit  optics  focuses  the  two 
wavelength  channels  onto  the  photocatnodes  of  the  ?MT 1 s  which  are 
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connected  for  photon  counting.  The  PMT  pulses  are  amplified  and 
sent  to  discriminators  which  produce  fast  NIM  pulses  of 
adjustable  width.  Each  discriminator  has  several  outputs.  One 
is  used  to  drive  a  digital  frequency  counter  to  permit  monitoring 
the  count  rate  of  that  channel.  Another  can  be  used  to  drive  an 
analog  rate  meter  to  provide  a  signal  for  recording  the  spectrum 
with  a  recorder.  A  third  output  has  its  levels  translated  to  TTL 
levels  via  a  pulse  generator  to  permit  driving  the  main  counter. 
The  two  main  counters  are  equipped  with  parallel  data  buffers 
connected  to  two  parallel  input  ports  of  the  minicomputer's 
interface  board.  The  16-bit  minicomputer  has  a  32-xword  (or 
64-kbyte)  memory. 

The  timing  for  each  read  is  provided  by  a  crystal- 
controlled  timer  modified  to  give  a  time  interval  multiplier  of 
0.01  ms.  This  timer  produces  an  interrupt  pulse  at  the  end  of 
each  interval.  The  computer  then  reads  the  contents  of  the 
counter  buffers  and  resets  the  counters  and  the  timer.  The  next 
read  interval  begins  as  soon  as  the  reset  pulse  goes  low.  The 
operating  system  and  the  data  recording  are  provided  through  an 
eight-inch,  dual  floppy  disk  drive.  Computer  control  is 
accomplished  via  a  Tektronix  terminal  and  companion  hard-copy 
unit.  Control  can  be  transferred  to  the  UDRI  Digital  Equipment 
Corporation  (DEC)  VAX  11/780  computer  via  a  4800-baud  hard-wire 
line  or  to  a  W-PAFB  computer  via  an  acoustic  coupler  and  the 
telephone  line. 


3.2.1  Optical  Subsystems 


The  TiLaRS  optics  are  conveniently  organized  into  five 
subsystems:  the  laser  and  cavity  dumper,  the  laser  beam  steering 

optics,  the  multipass  cell  for  the  laser  beam,  the  collection 
optics  for  the  scattered  light,  and  the  spectrometer  with  the 
two-channel  exit-slit  optics.  A  diagram  showing  the  assembly  of 
these  subsystems  is  given  in  Figure  7.  A  photograph  of  the 
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TiLaRS  system  is  shown  in  Figure  8.  In  the  following  paragraphs, 
the  designs  for  each  subsystem  are  described. 

A  Spectra-Phy s  ics  model  171-18  argon  ion  laser  was  used  to 
provide  up  to  6  W  cw  (in  the  "donut"  mode)  at  488  nm.  This 
wavelength  was  chosen  because  it  is  the  strongest  blue  line 
available  from  the  laser.  A  blue  line  was  chosen  because  it  was 
experimentally  observed  that  a  portion  of  the  Cg  spectrum  (Swan 
band)  of  a  simple  methane  flame  coincides  with  the  Stokes  pure 
rotational  region  of  the  strong  green  line  'at  514.5  nm.  This 
interference  makes  the  green  line  unsuitable  for  rotational  Raman 
studies  in  flames. 

The  stability  of  the  laser  power  was  important  in  these 
studies  because  there  was  no  provision  to  record  the  .laser  power 
during  the  runs.  This  concern  was  resolved  b‘y  using  the 
light-control  feature  of  the  laser.  The  power  meter  built  into 
the  laser  provides  the  feedback  signal  for  the  light-control 
circuit.  The  manufacturer  specifies  the  rms  noise  level  and  the 
stability  to  be  0.5%  using  the  light-control  function.  The 
actual  performance  exceeded  these  specifications,  at  least  for 
the  measurements  carried  out  to  date. 

The  Spectra-Phys ics  model  344  cavity  dumper  was  obtained  to 

•  t 

permit  pulsed  operation.  With  the  pulse  width  adjusted  to  about 
10  ns  fwhm  and  a  base  width  of  nearly  30  ns,  a  maximum  of  2.3  W 
was  obtained  with  the  "4  MHz"  pulse  repetition  frequency  (prf) 
provided  by  the  model  454  driver.  The  output  power  is  roughly 
proportional  to  the  prf.  The  value  of  using  a  pulsed  laser 
relative  to  a  cw  laser  is  the  possibility  of  using  gated 
detection  which  can  reduce  the  background  signal  relative  to  the 
Raman  signal. 28  The  nonlaser-induced  background  signal  in  a 
gated  detection  system  is  multiplied  by  the  gate  duty  cycle, 
whereas  the  laser-induced  background  signal  depends  on  both  the 
duty  cycle  and  the  gate  pulse  width  (i.e.,  assuming  the  gate 
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llary  Apparatus. 


pulse  is  wider  than  the  laser  pulse).  The  qat1  duty  cycle  is  the 
gate  width  multiplied  by  the  laser  (and  gate)  prf.  The  gate 
must  be  wide  enough  to  minimize  the  loss  of  Raman  signal  when  the 
gate  is  applied.  Generally,  this  requires  a  gate  width  equal  to 
the  sum  of  the  base  width  of  the  laser  pulse  and  t:.--  effective 
turn-on  and  turn-off  times  of  the  gate  circuit.  This  means  for  a 
triangle  pulse  width  of  7.5  ns  (smallest  obtainable),  a  gate 
width  of  at  least  20  ns  is  needed.  This  gives  a  gate  duty  cycle 
of  0.08  for  a  prf  of  4  MHz  which,  with  the  20-ns  gate  width 
provides  only  moderate  discrimination  against  laser- indut ed 
fluorescence  background  signals  that  have  a  decay  time  constant 
which  falls  between  about  50  and  150  ns.  28  This  rather  limited 
d iscr iminat ion  capability,  due  largely  to  the  high  prf  and  tne 
significant  reduction  in  the  available  average  beam  power  when 
using  the  cavity  dumper,  prevented  the  pulsed  mode  from  being 
useful  in  the  studies  reported  here. 

The  laser  beam  is  steered  to  the  multipass  cell  by  means 
of  a  right-angle* ref lecting  mirror,  a  vertically  displacing 
periscope,  and  a  small  mirror  at  the  base  of  the  multipass  cell. 
The  right-angle  reflecting  mirror  and  the  periscope  are  located 
as  shown  in  Figure  7.  The  small  mirror  used  to  insert  the  laser 
beam  into  the  multipass  cell  is  identified  as  in  Figure  9. 

The  orientations  of  the  first  mirror  and  the  periscope  mirrors 
are  set  to  direct  the  beam  parallel  to  tne  optical  table  and 
perpendicular  to  the  plane  of  the  multiple  passes  of  the  laser 
beam  in  the  multipass  cell.  The  performance  of  the  multipass 
cell  is  extremely  sensitive  to  the  tilt  adjustments  of  all  four 
mirrors.  An  iris  diaphragm  positioned  immediately  following  the 
first  mirror  provides  some  coarse  spatial  filtering  and  reduces 
the  laser  light  feedback  into  the  laser  from  the  multipass  cell. 
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Figure  9. 


Schematic  Diagram  of  the  Laser  Excitation  and  t 
Raman  Collection  Geometries  Relative  to  the  Gas 
Nozzle  . 


The  layout  of  the  laser  beam  retroref lecting  multipass  cell 
is  given  in  Figure  10.  The  design  is  very  similar  to  that 
described  by  Hill,  Mulac,  and  Hack.ett.2y  its  orientation  with 
respect  to  the  gas  flow  and  the  spectrometer  are  shown  in  Figure 
9.  This  orientation  was  cnosen  to  optimize  the  light  collected 
by  the  spectrometer.  This  occurs  when  the  aspect  ratio  of  the 
light  source  matches  the  aspect  ratio  of  the  spectrometer 
entrance  slit.  The  lenses  L^]_  and  Lq2  are  identical 
plano-convex,  76-mm  diameter  lenses  made  from  Dynasil-4000  fused 
quartz  and  obtained  from  3roomer  Research  Corporation.  The 
material  was  chosen  for  its  low  absorption.  The  lenses  are 
antireflection  coated  for  <0.1%  reflectance  at  438  nm  for 
s-polarized  light  at  0-12°  incidence.  The  effective  focal  length 
obtained  from  the  spacing  of  the  lenses  in  the  cell  is  about 
140  mm.  The  four  mirrors  M<g 2  through  M<g 5  form  two  planar  corner 
mirror  assemblies.  The  mirrors,  also  obtained  from  Broomer 
Research,  are  20  mm  wide  by  60  mm  long  by  10  mm  thick  and  are 
flat  to  X/4  with  a  scratch  and  dig  number  of  60-40.  They  are 
multidielectric  coated  for  >99.9%  reflectance  at  488  nm  for 
s-polarized  light  at  45°  incidence.  One  mirror  of  each  corner 
pair  has  had  one  20-mm  edge  cut  so  the  coating  extends  to  the 
edge  of  the  mirror.  The  uncut  mirror  in  each  pair  is  moved  past 
the  corner  so  that  the  cut  mirror  can  almost  touch  the  reflecting 
surface  of  its  partner.  This  arrangement  minimizes  the  losses 
when  the  beam  straddles  the  corner. 

The  alignment  of  the  optical  multipass  cell  is  quite 
tedious,  due  to  the  large  number  of  degrees  of  freedom  of  the 
design.  The  desired  performance  of  the  cell  is  when  the  beams 
lie  in  a  plane  parallel  to  the  spectrometer  entrance  slit  and 
produce  a  tight,  "bow-tie"  shaped  focus  centered  on  the  optical 
axis  of  the  spectrometer.  With  the  undumped  laser  beam,  a  gain 
of  13  over  a  single  pass  is  obtained  when  alignment  is  optimum 
and  the  optics  are  clean.  This  corresponds  to  about  13  passes. 
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Figure  10. 


Conf iguration  of  the  Laser  Bean  Retroref lecting 
Multipass  Cell.  (The  orientation  of  is  rotated 

for  clarity.  See  Figure  9  for  true  orientation.) 


The  number  of  passes  is  determined  by  the  displacement  of  the 
beam  in  each  pass.  The  minimum  displacement  is  restricted  to  the 
beam  diameter  due  to  the  insertion  mirror  location  inside  the 

cell.  For  example,  with  the  cavity-dumped  beam  which  is  smaller 
than  the  undumped  beam,  a  gain  of  13  was  obtained  corresponding 
to  about  32  passes. 

The  laser  beam  diameter  at  M<g ]_  is  1.54  mm  (at  e“2  points). 
The  calculated  diameter  of  the  focused  beam  at  the  center  of  the 
cell  is  40  urn.  The  corresponding  Rayleigh  range  is  2.6  mm,  which 
gives  a  waist  range  of  5.2  mm.  The  width  of  the  center  of  the 
bow  tie  corresponding  to  the  region  of  intersection  of  the  beam 
passes  is  approximately  0.3  mm.  The  width  increases  about  0.2  mm 
for  each  millimeter  distance  from  the  center  due  to  the 
outermost  passes  of  the  beam.  This  would  correspond  to  the  2-mm 
setting  of  the  spectrometer  entrance  slit  height.  The  volume 
occupied  by  the  laser  beams  determined  by  the  projection  of  this 
slit  height  is  about  0.04  mm^.  The  alignment  of  the  cell  on 
which  this  performance  depends  is  reasonably  stable  when  the 
ambient  temperature  is  steady. 

The  collection  optics  consists  of  a  lens  train  and  a 
reverse-optics  mirror.  The  lens  train  is  made  up  ot  two 
identical  lenses,  L]_  and  Lg  in  Figures  7  and  9.  These 
planoconvex  lenses  have  a  diameter  of  102  mm  and  a  focal  length 
of  251  mm.  They  are  positioned  for  maximum  signal  and  give  a 
magnification  of  about  -0.9  with  a  collection  solid  angle  of 
0.018  ster.^O  The  on-axis  spot  diameter  of  these  lenses  is 
46  urn.  This  gives  a  width  of  the  laser  beam  image  at  the 
entrance  slit  of  about  30  um,  which  is  consistent  with  the 
observed  signal  reduction  with  decreasing  slit  width. 
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The  lens  L2  is  fitted  with  an  iris  set  sc  that  the  cone  of 
light  entering  the  spectrometer  from  the  multipass  ceil  just 
fills  the  aperture  of  the  spectrometer  collecting  mirror.  This 
reduces  the  background  signal  due  to  laser  light  scattered  inside 
the  spectrometer.  The  contribution  of  amDient  light  to  the 
bacKground  is  also  reduced  by  a  baffle  and  an  opaque  tube  mounted 
on  the  entrance  slit  housing.  The  observed  signal  is  increased 
by  about  90%  using  the  reverse  optics  mirror  Mr  shown  in  Figures 
7  and  9.  This  first-surface  spherical  mirror  is  50  mm  in 
diameter  with  a  200  mm  radius  of  curvature. 

The  dispersing  instrument  used  in  the  TiLaRS  system  is  a 
wavelength-scanning  SPEX  1402  double  spectrometer.  It  is 
equipped  with  1200-g/mm  ruled  gratings  blazed  at  500  nm.  The 
instrument  is  used  in  second  order  which  gives  a  measured  linear 
reciprocal  dispersion  of  0.23  nm/mm  at  the  exit  slit  for  483  nm 
light.  The  maximum  width  of  this  slit  is  3  mm,  which  limits  the 
maximum  bandwidth  to  29  cm-^-  for  this  wavelength.  To  achieve  a 
two-channel  capability,  a  cylindrical  lens  train  was  designed 
which  projects  the  exit-slit  image  onto  two  specially  fabricated 
slit  mirrors.  These  mirrors  reflect  the  two  spectral  channels 
to  their  respective  PMT's.  The  layout  of  these  optics  is  shown 
in  Figure  7  with  the  detailed  design  given  in  Figure  11. 

The  purpose  of  the  cylindrical  lenses  in  the  exit  slit 
optics  shown  in  Figure  11  is  to  change  the  aspect  ratio  of  the 
projected  image  on  the  slit  mirrors.  The  lens  L3  magnifies  the 
exit  slit  width  in  the  horizontal  or  wavelength  dimension  by 
5.85.  The  lens  L4  projects  the  height  of  the  exit  slit  onto  the 
slit  mirrors  with  essentially  unity  magnification.  Eacn  channel 
is  formed  by  one  edge  of  the  spectrometer  slit  focused  on  the 
channel  slit  mirror  and  by  the  inner  sharp  edge  of  that  slit 
mirror.  These  slit  mirrors  (supplied  by  Broomer  Research)  are 
2 5 -mm  squares,  6  mm  thick  with  one  edge  bevelled  at  20-25°,  as 
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shown  in  Figure  11,  to  give  a  reflecting  edge  straight  and  sharp 
to  within  100  urn.  They  are  coated  for  better  than  98% 
reflectance  of  unpolarized  light  at  10-15°  incidence  in  the 
470-560-nm  band.  The  light  reflected  from  each  slit  mirror  is 
focused  by  a  50-mm-d iameter  convex  spherical  lens  L5  or  Lg  onto 
the  PMT.  The  entire  exit-slit  optical  subsystem  and  the  PMT's 
are  enclosed  in  a  light  tight  box.  The  box  has  a  removable  lid 
or  cover  which  uses  a  strong  aluminum-angle  frame  and 
interlocking  strips  of  neoprene  sponge  stripping  to  create  a 
multicorner  light  trap  between  the  cover  and  the  box.  The  dark 
count  rate  of  the  PMT's  shows  no  increase  when  the  PMT  shutters 
are  opened  and  the  exit  slit  is  closed,  provided  all  access  holes 
in  the  box  are  covered. 

The  success  of  the  two-channel  exit-s’it  optics  depends  on 
the  quality  of  the  internal  alignment  of  the  spectrometer  exit 
slit.  The  history  of  the  instrumental  plus  the  magnification  to 
be  used  as  shown  in  Figure  11  made  it  necessary  that  the  * 
instrument  performance  be  checked.  At  the  onset  of  the 
construction  of  the  exit  slit  optics,  a  detailed  alignment  was 
carried  out  on  the  final  focus  and  orientation  of  the  exit  slit 
of  the  spectrometer.  The  measured  performance  of  the  instrument 
in  third  order  following  realignment  showed  good  agreement  with 
the  manufacturer's  performance  data.  Figure  12  presents  the 
second-order  performance  needed  for  the  TiLaRS  design.  It  is 
evident  from  Figure  12  that  for  slits  widths  over  100  urn,  slit 
heights  up  to  10  mm  can  be  used  with  no  loss  in  resolution  and 
that  heights  up  to  5  mm  can  be  tolerated  for  slit  widths  under 
100  urn. 


The  performance  of  the  system  with  regard  to  signal  level 
was  checKed  against  the  predicted  level  obtained  from  Equations 
(1)  through  (9),  with  the  exception  of  Equation  (7).  The 
detection  efficiency  e,  which  is  the  product  of  the  QE  of  the  PMT 
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LINE  WIDTH  AT  HALF  MAXIMUM  (A) 


Resolution  Measurements  on  SPEX  Model  1402  Double 
Spectrometer  Using  the  Mercury  546  nm  (5,460.735  X) 
Line  in  Second  Order.  (The  reciprocal-1 inear- 
dispersion  line  is  the  manufacturer's  specification 


Figure  12. 


and  the  transmittance  of  the  optical  system,  was  estimated  to  be 
about  1.5%  to  give  the  observed  signal.  If  the  QE  is  assumed  to 
be  20%,  the  overall  transmittance  is  4%,  accounting  for  the 
increase  by  a  factor  of  1.9  due  to  the  reverse  optics  mirror. 

This  is  somewhat  less  than  the  3.6%  value  arrived  at  by  direct 
measurement  and  estimates.  The  on-axis  transmittance  of  the 
spectrometer  weighted  for  the  polarization  of  rotational  Raman 
light  was  measured  to  be  15.6%.  Apparently  a  combination  of  low 
QE  and  light  losses,  probably  in  the  exit  slit  optics,  is 
responsible  for  the  loss  in  detection  efficiency.  This 
discrepancy  is  probably  not  too  unreasonable  in  view  of  the 
complexity  of  the  route  over  which  the  light  travels.  It  should 
also  be  noted  that  the  expected  transmittance  of  the  spectrometer 
based  on  reasonable  estimates  was  nearly  a  factor  of  three  higher 
than  the  measured  value.  This  can  be  attributed  to  the 
deterioration  of  the  grating  and  mirror  surfaces  due  to  many  long 
exposures  to  hot,  humid  conditions  in  the  studies  that  preceded 
this  work. 31 

3.2.2  Electronics 

The  layout  of  the  two-channel,  photon-counting  electronic 
system  and  the  data  acquisition  scheme  is  given  in  Figure  6. 

The  RCA  C31034A-02  PMT ' s  are  selected  by  the  manufacturer  for 
high  QE  (the  "A")  and  for  low  dark  count  (the  "02")  .  These  tubes 
are  specified  to  have  a  QE  of  ~25%  and  a  dark  count  of 
~12  counts/s.  Furthermore,  the  relative  response  is  virtually 
flat  over  the  300-to-800-nm  range  and  they  have  a  rise  time  of 
<2  ns.  These  positive  characteristics  are  offset  by  a  relatively 
high  vulnerability  to  damage  by  high  count  rates  and  by  the  low 
0.3-to-3-mV  output  pulse  height  into  50  a .  We  have  observed  that 
these  tubes  show  a  permanent  increase  in  dark  count  followed  by  a 
loss  in  QE  with  illuminations  that  produce  much  in  excess  of 
350  kcounts/s.  As  shown  in  Figure  6,  a  total  gain  of  about  200 
is  needed  to  exceed  the  minimum  discrimination  level  of  30  mv  of 
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the  LeCroy  821  module  for  good  counting  efficiency.  (Except  for 
the  Ortec  9301  preamps,  the  LeCroy  and  the  Ortec  units  are  NIM 
modules.)  The  PMT  output  is  governed  by  the  high  voltage  level. 
The  values  used  are  those  specified  by  RCA  to  give  a  multiplier 
gain  of  10®.  The  PMT's  are  cooled  to  about  -30°C  which  is 
essential  with  these  tubes  to  obtain  the  low  dark  count. 

The  standardized  output  pulses  from  the  discriminators  are 
counted  by  the  Ortec  771  counters  supplied  with  the  parallel 
output  option.  The  four  lowest  BCD  digits  of  the  parallel  output 
register  of  the  counters  all  transferred  to  a  general  purpose 
interface  board  (GPIB)  of  the  Nova  minicomputer.  The  Ortec 
counters  require  a  positive  logic,  TTL  input  pulse  where  the 
LeCroy  821  supplies  the  negative  logic,  fast  NIM  pulse  with 
variable  pulse  width.  Two  Hewlett-Packard  (HP)  pulse  generators 
are  used  to  couple  the  discriminators  to  the  counters. 

The  time  interval  of  each  pair  of  measurements  i$ 
determined  by  the  setting  on  a  modified  Ortec  773  timer.  The 
modification  entailed  changing  the  countdown  circuit  driven  by  a 
crystal-controlled  clock,  so  as  to  reduce  the  reference  time  base 
to  0.01  ms. The  time-base  accuracy  is  specified  to  be  1  ppm. 

At  the  end  of  the  interval  an  interrupt  pulse  is  sent  to  the 
minicomputer,  which  subsequently  reads  the  contents  of  the 
counter  registers  and  then  sends  reset  pulses  to  the  771's  and 
the  773.  The  read  cycle  repeats  as  soon  as  the  773  reset  pulse 
goes  low.  The  number  of  read  intervals  recorded  is  determined  by 
software.  The  read-to-read  time  interval  was  measured  to  be  a 
constant  10  us  longer  than  the  interrupt  or  read  interval  at 
least  up  to  a  read  rate  of  20  kHz.  Since  this  is  directly  due  to 
the  10-us  reset  pulse,  it  indicates  that  the  computer  read  cycle 
is  of  negligible  duration  (<1  us). 
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The  LeCroy  discriminators  have  several  outputs  which  are 
useful  for  supplemental  functions.  As  shown  in  Figure  6,  one 
output  of  each  channel  drives  a  Monsanto  counter  which  is  used  as 
a  digital  count  rate  monitor.  Such  a  function  is  extremely 
useful  in  the  final  alignment  of  the  optics  and  gain 
measurements.  Another  output  can  be  connected  to  the  Ortec  449 
analog  ratemeter.  The  output  of  this  ratemeter  is  used  to  drive 
the  Y  axis  of  an  X-Y  recorder  in  which  the  X  deflection  is 
scanned  linearly  in  time.  The  "Compudrive"  wavelength  drive  unit 
for  the  spectrometer  can  be  externally  triggered  using  the 
interrupt  pulses  from  the  773  timer.  This  capability  permits 
spectral  scans  to  be  recorded,  which  is  essential  to  determining 
the  snape  and  width  of  the  channel  pass  band.  Ordinarily  a  given 
line  is  scanned  through  channel  A  first,  after  which  the 
ratemeter  input  is  quickly  moved  to  channel  3  to  record  the  same 
line  through  B  channel  without  interrupting  the  scan.  Thus,  the 
channel  width,  shape,  and  spacing  can  be  recorded  and  measured. 
Examples  -of  these  scans  are  given  in  Section  4. 

3.2.3  Software 

The  software  for  the  TiLaRS  system  can  be  conveniently 
divided  into  data  acquisition  and  data  analysis  routines.  The 
most  recent  version  of  the  acquisition  program  is  LABMATE;  while 
ANPR02  is  the  latest  version  of  the  data  analysis  program.  The 
program  LABMATE  resides  in  the  Data  General  (DG)  Nova  1220 
minicomputer  and  uses  the  real-time  operating  system  RTOS.  This 
operating  system  permits  Fortran  and  Assembler  languages  to  be 
used  in  the  program.  The  program  ANPR02  is  written  in  Fortran 
IV,  extended,  for  the  VAX  11/780  computer.  These  interactive 
programs  are  briefly  described  in  this  section,  while  more 
detailed  descriptions  of  them  and  their  subroutines  are  given  in 
the  Operations  Manual  for  the  TiLaRS  system. 27 
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The  other  programs  important  to  the  operation  of  the  TiLaRS 
system  are  TRANS,  NOVAIN,  and  PROFPLOT.  The  program  TRANS 
resides  in  the  Nova  and  is  used  to  prepare  and  send  a  data  set 
stored  on  floppy  disx  to  the  VAX.  Tne  program  is  completely 
interactive  and  guides  the  operator  through  the  transfer 
procedure.  The  program  NOVAIN  resides  in  the  VAX,  accepts  the 
data  transmitted  by  the  Nova,  and  creates  a  disk  file.  The 
program  PROFPLOT  is  an  interactive  routine  which  makes  PLOT  10 
software  available  for  plotting  profiles  of  data  generated 
through  the  use  of  ANPR02. 

The  program  LABMATE  was  written  to  taxe  data  for  time- 
resolved  TiLaRS  experiments.  It  was  designed  to  facilitate  the 
process  of  calibrating  the  system  and  taking  a  series  of  runs 
oased  on  that  calibration.  The  program  runs  on  the  Nova 
minicomputer  and  must  be  used  in  conjunction  with  the  Tektronix 
4010-1  graphics  terminal  and  the  Tektronix  4631  hardcopy  unit. 

The  program  has  four  modes  of  operation:  (a)  Real-Time 
Temperature  Mode,  (b)  Calibration  Mode,  (c)  Data  Acquisition 
Mode,  and  (d)  Browse.  Mode.  The  Real-Time  Mode  takes  a  set  of 
data  and  displays  the  mean  temperature,  the  standard  deviation, 
and  the  Poisson  uncertainty  for  that  set.  The  Calibration  Mode 
enables  the  user  to  calibrate  the  relative  gain  between  the  two 
channels  and  the  background  signal  level  of  each  channel.  Data 
taxen  during  the  calibration  process  are  not  stored.  On  the 
of.ner  hand,  data  taken  during  the  Data  Acquisition  Mode  may  be 
stored  in  disk  files  (at  the  user's  discretion).  The  Data 
Acquisition  Mode  also  requires  knowledge  of  the  relative  gain  and 
the  backgrounds  prior  to  taking  the  data  set,  since  these 
parameters  are  needed  to  calculate  the  temperature.  The  Browse 
Mode  provides  a  means  to  examine  the  data  set  header,  which 
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contains  information  such  as  the  number  of  data  points,  the  read 
rate  at  which  the  data  were  taken,  etc. 

The  program  ANPR02  performs  off-line  data  reduction  and  sta¬ 
tistical  analyses  of  two-channel  TiLaRS  measurements  of 
temperature  and/or  species  concentration  fluctuations.  The  data 
files  are  uploaded  from  the  minicomputer  data  acquisition  system 
to  the  VAX.  Each  data  file  consists  of  a  header,  followed  by  the 
sequential  data,  which  is  in  terms  of  photoelectron  counts  per 
read.  Each  sequential  pair  of  data  corresponds  to  the 
simultaneous  measurements  of  two  channels,  and  is  interpreted 
either  as  a  temperature  measurement,  two  concentration 
measurements  at  constant  temperature,  or  a  simultaneous 
measurement  of  temperature  and  concentration. 

Several  methods  are  employed  to  ensure  the  validity  of  the 
analysis.  Reduced  data  outside  a  user-determined  number  of 
,  standard  deviations  can  be  substituted  with  another  value,  and 
values  exceeding  a  threshold  value  may  be  deleted.  The  signal- 
to-noise  ratio  of  each  read  may  be  increased  by  reducing  the 
effective  read  rate  of  the  run.  This  is  done  by  adding  the  reads 
within  sequential,  nonoverlapping  intervals,  this  assuming  that 
the  dead  time  between  reads  is  negligible. 

All  plots  are  produced  by  PLOT  10  utilities  and  a  Tektronix 
4010-1  terminal.  Plots  can  be  made  of  probability  histograms, 
power  spectral  densities,  autocorrelations,  crosscorrelations, 
and  real-time  values  of  the  reduced  data.  Various  IMSL  routines 
are  used  to  calculate  these  functions.  The  average  of  a  series 
of  power  spectral  densities,  autocorrelations,  or  crosscorrela¬ 
tions  of  similar  runs  may  also  be  plotted. 
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A  data  file  can  be  created,  using  ANPR02,  which  contains 
some  of  the  results  of  the  statistical  parameters  calculated  by 
the  program  and  the  X-Y-Z  coordinates  (with  respect  to  the 
nozzle)  where  the  data  were  taken.  From  this  file,  a  profile 
of  the  flame  or  jet  can  be  plotted  using  the  PROFPLOT  program. 

The  main  program  supplies  most  user  prompts,  organizes  the 
sequence  of  subroutine  calls,  determines  parameters  to  be  passed 
to  the  subroutines,  initializes  some  of  the  variables,  and 
calculates  the  averages  of  the  analysis  as  discussed  above.  The 
various  options  described  above  are  provided  through  a  master 
menu  and  an  analysis  menu. 

3.3  SYSTEM  PERFORMANCE 

The  programs  described  in  the  previous  section,  as  well  as 
the  earlier  versions  not  mentioned  here,  required  extensive 
development  and  testing  to  bring  them  to  their  current 
operational  status.  The  testing  not  only  included  the  analysis 
of  pseudodata  prepared  with  known  parameter  values,  but  also 
testing  of  the  entire  TiLaRS  hardware-data-acquisition-data- 
analysis  system  using  light  signals  having  known  characteristics. 
In  the  latter  regard,  several  tests  were,  carried  out  using  a 
sine-wave-modulated  light  source.  One  series  used  a  green- 
em-itting  LED  driven  by  a  current  source  giving  a  20-Hz  sine  wave 
with  a  dc  offset.7  Runs  with  varying  signal  levels  at  constant 
read  rate  and  varying  read  rates  at  constant  signal  level  were 
analyzed  by  means  of  pdf's  and  psdf's.  These  functions  were 
found  to  be  in  excellent  agreement  with  theoretical 
predictions . 3 2 

A  second  series  involved  an  84-Hz  sine-wave  modulation  of 
the  laser  using  the  built-in  light-control  circuit.  A  peak-to- 
peak  modulation  equal  to  27%  of  the  average  count  rate  was  used. 
The  temperature  psdf  of  a  4096-point  record  showed  that  the 
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temperature  fluctuation  amplitude  could  be  no  greater  tr.an 
5  K  rms .  The  measured  mean  temperature  was  -300  X .  Actually, 
there  was  no  unambiguous  indication  of  a  signal  at  34  Hz  since 
about  4%  of  the  spectrum  due  to  noise  was  >5  X  rms  £^nce  tne 
temperature  depends  only  on  the  ratio  of  tne  signals  from  tne  two 
channels,  this  test  result  confirmed  that  the  dual-channel 
hardware  and  data-acquisition  software  were  functioning 
precisely . 

During  the  early  stages  of  testing,  the  temperature¬ 
measuring  capability  of  the  system  was  checked  with  hot,  flowing 
air.  This  check  was  carried  out  using  a  pair  of  PMT 1 s  that  had 
been  damaged  by  excessive  light  levels  such  that  the  count  rates 
were  about  a  factor  of  five  smaller  than  the  currently  availaole 
signals.  (The  paper  on  the  TiLaRS  work,  which  is  Reference 
No.  18,  also  used  these  damaged  tubes.)  Nevertheless,  even 
though  the  signals  were  not  optimum,  the  calibration  was  able  to 
be  checked . 

The  calibration  checks  were  made  using  both  the  7/4  and 
9/6-mixed  pairs  of  lines.  (See  Table  1  and  Figure  1.)  A  No.  20 
beaded  chromel-alumel  thermocouple  mounted  within  2  mm  of  the 
downstream  side  of  the  Raman  sample  volume  on  the  Z-axis  was  used 
(see  Figure  9).  A  Keithley  model  370  digital  thermometer  and  a 
type  8686  Leeds  and  Northrup  potentiometer  were  used  to  determine 
the  thermocouple  temperature.  The  7/4  and  the  9/6  Raman 
temperatures  and  the  thermocouple  values  usually  agreed  within 
3-4%  between  300  and  450  K.  These  checks  were  made  using 
electrically  heated  air  flowing  in  a  0.5  in.  OD  (-1  cm  ID) 
stainless  steel  tube  75  cm  long  fitted  with  optical  access 
openings.  The  flow  rate  was  2  to  4  m/s.  The  observed  relative 
standard  deviations  in  the  temperature  data  ranged  between  10%  at 
room  temperature  to  20%  at  the  high  temperature  for  the  7/4  line 
pair  and  from  4%  to  7%  for  the  9/6-mixed  line  pair.  These  data 


were  all  taken  at  a  read  rate  of  10  Hz  with  1024  reads.  These 
uncertainties  are  essentially  equal  to  the  values  calculated  with 
Equation  (33)  indicating  that  there  was  no  detectable  system 
noise  and  no  observable  fluctuations  in  the  temperature  of  the 
air.  Regular  checks  on  the  temperature  accuracy  are  accomplished 
indirectly  by  comparing  the  directly  measured  gain  ratio  R^  to 
the  gain  ratio  needed  to  bring  the  calculated  temperature  in  line 
with  the  observed  temperature.  The  agreement  between  these 
values  is  on  the  order  of  0.11  when  the  measurements  are  done 
very  carefully. 

The  analysis  software  was  extensively  tested  at  the  various 
stages  of  development.  Scaling  problems  were  resolved  by 
comparing  computed  values  against  the  known  input  parameters. 

The  effect  of  data  preparation  and  presentation  procedures  on  the 
results  was  examined  extensively.  For  example,  it  was  found 
that  when  generating  histograms  of  the  data  from  one  channel,  as 
in  concentration  studies,  tne  synchronous,  time-averaged  sampling 
of  the  data  caused  periodic  "holes"  or  dips  in  histogram 

whenever  the  width  of  the  Dins  (given  in  kcounts/s)  is  not  an 
integer  multiple  of  the  read  rate.  This  arises  simply  from  .the 
fact  that  the  signal  within  the  read  (i.e.,  sample)  intervals  is 
a  discrete  number  of  pulses,  a.  d  therefore  can  only  change  in 
integer  steps  which,  in  fact,  correspond  to  integer  multiples  of 
the  read  rate.  A  pdf  bin  width  that  is  not  an  integer  multiple 
of  the  read  rate  is  subject  to  a  periodic  digitizing  bias  that  is 
a  function  of  the  electronic  decision-making  circuits. 

The  latest  version  of  the  analysis  program  ANPR02  was 
tested  using  artificially  generated  data,  referred  to  as 
pseudodata,  which  could  be  configured  to  have  precise  properties. 
The  temperature  pdf,  psdf,  and  acf  were  checked  using  pseudodata 
containing  a  fluctuation  of  temperature  having  a  constant  sine 
wave  amplitude.  Similarly,  tests  using  a  damped  sine  wave  were 
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carried  out.  The  plots  of  the  three  functions  for  these  signals 
were  in  excellent  agreement  with  the  input  parameters  of  the  data 
after  the  debugging  was  completed.  This  effort  identified  the 
need  to  use  "sliding"  limits  and  normalization  in  using  the  acf 
code  supplied  by  the  IMSL  utility  software.  This  "apparent  acf" 
gives  a  viable  plot  as  long  as  the  maximum  lag  is  somewhat  less 
than  the  record  length. 3 3 

The  calculation  of  the  psdf  is  distinct  from  the  calculation 
of  the  acf  in  that  the  acf  involves  an  averaging  of  a  large 
number  of  products  for  each  lag  value,  at  least  for  lag  values 
that  are  much  smaller  than  the  record  length.  Therefore,  to 
obtain  a  reasonable  (i.e.,  low  noise)  estimate  of  the  acf,  a 
record  length  much  greater  than  the  integral  scale  of  the  signal 
is  required.  The  integral  scale  is  the  integral  of  the 
correlation  function  over  all  lags.  It  is  a  measure  of  the 
correlation  time  of  the  signal.  However,  in  the  calculation  of 
the  psdf  from  the  Fourier  transform  of  a  single  data  record,  it 
is  easy  to  show  that  this  amounts  to  only  a  single  determination 
of  the  "power"  at  each  frequency  of  the  calculated  spectrum.34 
This  means  the  uncertainty  of  this  determination  is  100%.  Thus, 
a  psdf  determined  from  a  single  data  record  will  have  a  noise 
level  equal  to  the  mean  value  of  the  spectrum.  This  noise  level 
can  be  reduced  by  averaging  a  large  number  of  spectra,  by 
smoothing  a  single  spectrum,  or  by  a  combination  of  the  two 
methods.  The  smoothing  operation  can  be  accomplished  either 
directly  in  the  frequency  domain  or  by  applying  a  "lag  window"  to 
the  acf  and  obtaining  the  psdf  by  a  Fourier  transformation  of 
this  smoothed  acf.33 

In  the  current  version  of  ANPR02,  two  smoothing  schemes  are 
provided.  One  is  a  simple  cosine  filter  function  applied 
directly  to  the  frequency  spectrum,  and  the  other  permits 
averaging  the  psdf's  or  the  acf' 5  ta*en  from  a  number  of 
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independent  records  or  from  a  number  of  segments  of  a  single 
record  where  overlapping  segments  are  permitted. 35  Basically, 
the  fractional  uncertainty  of  a  spectral  value  is  approximately 
1//N  where  N  is  either  the  number  of  records  or  segments 
averaged,  or  it  is  the  product  TA f  where  T  is  the  time-length  of 
record  used  in  calculating  the  psdf  and  Af  is  the  bandwidth  of 
the  smoothing  filter. 34  Thus,  to  obtain  a  10%  uncertainty  in  the 
psdf,  100  records  or  segments  can  be  averaged.  Or,  a  -  4-sec 
record  obtained  from  4096  reads  at  a  1-kHz  read  rate  can  be 
smoothed  using  a  25  Hz  filter  to  give  ~10%  uncertainty.  In  this 
latter  example,  the  maximum  frequency  allowed  by  the  Nyquist 
criterion  is  500  Hz, 9  which  means  the  resulting  frequency 
resolution  is  5%.  The  resolution  of  the  unsmoothed  spectrum  is 
1/T  which,  in  this  case,  is  0.05%.  Thus,  the  smoothing  operation 
and  segment  averaging  trades  resolution  for  precision,  while 
averaging  independent  records  trades  uncertainty  for  measurement 
time.  Smoothing  definitely  introduces  a  bias  while  averaging  may 
or  may  not,  depending  on  the  character  of  the  data. 

In  the  segmenting  procedure,  there  is  the  additional  problem 
of  the  "data  window"  used  to  define  the  segment.35  As  the 
segment  is  reduced  in  length,  the  frequency  resolution  in  the 
psdf  drops.  The  shape  of  the  data  window  in  the  time  domain, 
when  transformed  to  the  frequency  domain,  introduces  "ringing" 
which  adds  signal  due  to  a  particular  frequency  to  neighboring 
frequency  points.  This  represents  a  bias  which  can  be  adjusted 
by  the  choice  of  data  window.  ANPR02  provides  the  option  of 
three  data  windows  for  this  type  of  analysis. 
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SECTION  4 
MEASUREMENTS 


The  measurement  activity  during  this  program  was  directed  at 
one  or  more  of  the  following:  testing  the  hardware,  testing  the 
software,  and/or  testing  the  measurement  capability  in  a  CH4 
flame  or  a  CO2  jet.  The  first  results  of  this  testing  activity 
were  presented  in  a  paper  given  to  the  Sixth  International 
Temperature  Symposium  held  in  Washington,  D.C.  from  March  15  to 
18  ,  1982.^-3  The  purpose  of  these  preliminary  results  was  to 
illustrate  the  capability  of  the  TiLaRS  system.  At  this  point, 
an  extensive  effort  was  begun  to  expand  and  develop  both  the  data 
acquisition  and  data  analysis  software  as  well  as  to  make 
improvements  in  the  hardware.  Fortunately,  the  new  and  revised 
analysis  programs  were  completed  in  time  to  allow  two  new 
measurement  studies  of  gas  flow  dynamics.  The  first  was 
essentially  a  repeat  of  the  flame  measurements  reported  at  the 
symposium,  and  the  second  was  our  first  quantitative  study  of  a 
room-temperature  CC^'jet.  The  measurement  circumstances  differed 
from  the  first  measurements  in  that  we  had  two  new  PMT's  and  we 
used  J a  =  11  and  Jg  =  8  lines  for  the  temperature  measurements. 
The  new  PMT's  provided  about  a  five-fold  increase  of  QE  and  the 
11/8  pair  of  lines  provided  the  capability  for  going  into  the 
flame,  which  was  not  possible  with  the  mixed-9/6  lines  used  in 
the  early  work. 18 

4.1  METHANE  FLAME  STUDIES 

Temperature  measurements  in  a  flame  using  two  pure  Stokes 
rotational  RS  lines  can  be  accomplished,  provided  the  following 
conditions  can  be  fulfilled:  (a)  the  background  signals  in  the 
two  channels,  including  RS  from  species  other  than  the  probe 
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molecule,  are  sufficiently  steady  to  permit  them  to  be  measured 
independently  before  and/or  after  the  temperature  measurement; 

(b)  the  slope  of  the  calibration  curve  is  not  excessive  in  the 
temperature  range  of  interest  (see  Figure  1);  and  (c)  the 
spectrometer  entrance  slit  dimensions  are  large  enough  to  include 
any  image  shifts  due  to  schlieren  effects  on  the  laser  beam  in 
the  observed  volume  caused  by  the  fluctuating  index  of 
refraction.  Dynamic  temperature  measurements  can  be  accomplished 
only  when  the  observed  standard  deviation  is  noticeably  larger 
than  the  Poisson  uncertainty  for  the  expected  count  rate  and  the 
intended  read  rate.  The  interplay  between  these  quantities  and 
the  background  signals  was  discussed  in  Section  2.3  and  plotted 
in  Figures  3  to  5. 

4.1.1  Setup  and  Calibration 

The  arrangement  of  the  fuel  tube,  as  shown  in  Figure  9, 
was  horizontal  with  the  combustion  products  exhausted  by  means  of 
a  50-mm  diameter  pipe  connected  to  a  small  centrifugal  blower. 
This  blower  also  provided  a  small,  stabilizing  air  flow  around 
the  nozzle.  The  pipe  was  set  approximately  axiax  to  the  nozzle 
and  about  90  mm  downstream  of  the  nozzle.  The  nozzle  was  a 
Delavan  No.  20,  WDA,  45°  spray  nozzle  used  without  the 
"distributor"  (i.e.,  swirler)  and  the  strainer.  This  nozzle  has 
a  1.4-mm  (0.055  in.)  diameter  orifice  and  was  mounted  on  a 
straight,  75-cm-long,  heavy-wall  stainless  steel  tube.  The  X-Y-Z 
position  and  alignment  of  the  tube  and  nozzle  were  accomplished 
by  five  Uni-Slide  translation  stages  calibrated  to  0.05  mm.  The 
inside  diameter  of  the  tube  was  1.0  cm.  The  horizontal  flow  of 
the  methane  flame  used  in  these  studies  produced  an  asymmetry  in 
the  flame  due  to  bouyancy;  however,  this  feature  was  outweighed 
by  the  considerable  convenience  and  optical  simplicity  of  the 
arrangement.  Ultrapure  methane  was  used  without  premixing.  The 
high  purity  was  used  to  ensure  that  there  would  be  minimum 


53 


background  signals  from  fluorescing  impurities.  Methane  was 
chosen  because  it  is  a  spherical  top  molecule  and  therefore  has 
no  observed  pure  rotational  Raman  spectrum  at  ordinary 
pressures . 23 

The  choice  of  flow  conditions  of  the  diffusion  flame  was 
largely  determined  by  the  maximum  flow  rate  that  could  be 
achieved  with  a  stable  flame.  A  volume  flow  rate  of  1.8  £/min, 
corresponding  to  a  mass  flow  of  0.07  kg/h  and  an  exit  velocity 
of  nearly  20  m/s,  was  used.  The  cold  flow  Reynolds  number  (Re) 
was  about  1,600.  The  flame  extended  several  centimeters  into  the 
exhaust  pipe  where  it  was  a  bright  orange.  The  upstream  portion 
of  the  flame  was  blue  except  for  a  ridge  of  orange  along  the  top 
edge . 


The  measurements  were  made  along  the  radius  (i.e.,  along  X) 
at  2  1/2  nozzle  diameters  downstream  (i.e.,  Z  =  2  1/2  d).  This 
axial  position  was  chosen  because  there  was  little  evidence  of 
incandescent  soot  at  this  location.  Thus,  the  background  signals 
were  due  primarily  to  leakage  of  the  laser  light  through  the 
spectrometer  and  possibly  fluorescence.  The  reflecting  surfaces 
of  the  mirrors  and  gratings  in  the  spectrometer  are  considerably 
reduced  in  reflectance,  which  undoubtedly  contributed  to 
increased  scattered  laser  light  inside  the  spectrometer.  We  note 
here  that  it  would  not  generally  be  possible  to  make  viable 
measurements  at  the  above  axial  position  using  a  hard  probe. 

The  first  task  in  making  a  measurement  with  the  TiLaRS 
system  is  to  determine  the  settings  of  the  exit  slit  and  the  slit 
mirrors.  The  maximum  width  of  the  exit  slit  of  the  current 
spectrometer  is  3  mm.  Since  the  gratings  were  blazed  at  500  nm 
in  second  order,  this  constrained  the  choice  of  line  pair  of  the 
N2  probe  molecule  to  those  separated  by  A  J  =  3.  This  limitation 
has  a  significant  impact  on  the  high-temperature  performance  of 
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the  TiLaRS  system.  This  can  be  seen  by  comparing  Figures  3  and  5 
which  are  plots  of  the  temperature  uncertainty  s/p  given  by 
Equations  (33)  and  (34).  The  dependence  on  the  spacing  of  the 
lines  is  contained  in  the  value  of  Kp  defined  in  Equation  (16). 
Using  Equation  (13),  Kp  is  proportioned  to  -(  J&-  Jr  )  (  Jb+Ja+1  )  • 
Thus,  the  uncertainty  is  inversely  proportioned  to  aJ=J^-Jq 
times  the  J-sum  plus  one.  Since  A J  changes  much  faster  than  the 
sum  for  small  AJ,  the  J-difference  is  primary  in  setting  the 
value  of  St  for  different  J  pairs. 

The  specific  line  pair  chosen  also  impacts  s-p  through  the 
uncertainty  in  the  ratio  sr/R  in  Equation  (33)  which  is  given  by 
Equation  (34)  or  (38).  This  factor  depends  on  the  count  rates  in 
the  two  channels  and  the  read  rate.  One  of  the  disadvantages  of 
A J=3  is  that  one  line  is  always  about  half  the  intensity  of  the 
other.  This  is  due  to  the  nuclear  spin  degeneracy  factor  gj  in 
Equation  (2)  which  is  6  for  even-J  lines  and  3  for  odd-J  lines. 
For  A J=4 ,  this  degeneracy  factor  can  be  6  for  both  lines.  An 
important  quantity  which  determines  in  part  the  intensities  of 
the  lines  is  the  Boltzmann  factor  in  Equation  (2)  which  charac¬ 
terizes  the  population  distribution  among  the  rotational  levels. 
However,  the  dependence  of  the  count  rate  Aj  in  Equation  (1)  on  J 
includes  additional  factors  containing  J  in  Equation  (8).  By 
•including  all  these  factors  and  neglecting  the  J  dependence  of 
vj  in  Equation  (9),  we  obtain  the  expression  for  the  temperature 
at  which  the  signal  is  maximum  for  a  given  J  value.  Thus, 


T  •  =  1.4388  B_ 
max  n  0 


(J+l) ( J+2) (2J+1) ( 2  J+3 ) 
( 2 J+3 ) 2  -  2 ( J+l ) ( J+2) 


The  values  obtained  from  Equation  (40)  are  plotted  in  Figure  13 
on  the  abscissa.  This  interchange  of  variables  made  it 
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ROTATIONAL  QUANTUM  NUMBER  J  OF  INITIAL  STATE 


RAMAN  INTENSITY  RELATIVE  TO  J=8  AT  300 K 


convenient  to  plot  on  the  same  graph  the  relative  intensities  o£ 
the  J  *  8  and  18  lines  referred  to  the  J  =  8  line  at  300  K. 
Equations  (1)  to  (3),  and  (8)  were  used  to  generate  these  curves. 
The  two  curves  include  the  inverse  square  temperature  dependence 
introduced  through  the  combination  of  the  partition  function  and 
the  gas  law  given  in  Equations  (5)  and  (6).  The  plots  show  that 
even  though  J  =  18  has  the  highest  intensity  at  ~  2,060K,  the 
intensity  of  the  J  =  8  line  is  only  30%  weaker.  Thus,  above 
1 , 200K  or  so,  the  intensity  differences  are  not  very  large,  at 
least  for  the  range  of  J  =  8  through  13  approximately. 

There  are,  finally,  two  additional  considerations  which  turn 
out  to  be  the  most  important  from  a  pragmatic  viewpoint.  The 
first  concerns  the  interferences  between  the  C>2  and  N2  lines,  and 
the  second  is  the  availability  of  close  neighboring  regions  of 
the  spectrum  where  the  background  signals  can  be  measured.  The 
interference-free  pairs  of  lines  available  out  to  J  =  21  that 
have  A  J  »  3  are  7/4,  10/7,  11/8,  14/11,  17/14,  20/17,  and  21/18. 
Because  of  relatively  wide  bandwidth  of  0.064  nm  (  300  11m  slit) 
used  in  these  studies,  the  J  ■  10  and  18  lines  have  some  marginal 
interferences.  This  means  that  it  would  take  somewhat  more  care 
and  testing  to  ensure  that  either  of  the  lines  is  acceptable. 

The  line  pair  7/4  proved  to  be  unusable  in  the  flame  because  of 
the  relatively  large  increase  in  the  background  near  the  laser 
line  wavelength.  Background  measurements  were  most  conveniently 
made  when  the  spectrometer  wavelength  setting,  and  therefore  the 
two  channel  wavelengths,  could  be  displaced  slightly  high  or  low 
to  line-less  regions.  The  width  of  these  regions  should  be 
ideally  about  the  channel  bandwidth  or  wider.  Only  the  11/8  and 
21/18  pairs  satisfy  this  criterion.  Since  the  high  temperature 
intensity  is  not  a  strong  function  of  J  as  described  above,  the 
11/8  pair  was  chosen  because  of  the  convenience  of  having  a 
strong  signal  at  room  temperature  for  calibration  purposes.  If 
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narrow  neighboring  background  regions  are  feasible,  the  14/11  or 
the  17/14  pair  could  possibly  be  used. 

The  channel  bandwidths  and  the  channel  spacing  are  deter¬ 
mined  by  the  settings  of  the  exit-slit  width  and  the  positions  of 
the  slit  mirrors.  For  temperature  measurements,  an  effective 
exit-slit  width  of  250  or  300  urn  has  been  satisfactory.  The 
theoretical  spacing  of  two  N2  rotational  Raman  lines  with  AJ  =  3 
is  0.572  nm.  For  a  linear  reciprocal  dispersion  of  0.227  nm/mm, 
this  spacing  corresponds  to  a  separation  in  the  plane  of  the  exit 
slit  of  2.520  mm.  This  requires  the  exit-slit  width  to  be 
2.820  mm  for  300  um  channel  widths.  The  slit  mirror  spacing  is 
then  2.220  mm  referred  to  the  exit-slit  plane.  The  actual 
spacing  of  each  mirror  from  the  reference  position  corresponding 
to  100  um  (0.1  mm)  in  the  exit-slit  plane  is  given  by  (2.220-0.1) 
x  5.85/2  =  6.20  mm,  where  5.85  is  the  magnification  due  to  L3  in 
Figure  11.  This  calculation  is  given  to  illustrate  the  procedure 
used  for  setting  the  exit  slit  and  slit  mirrors.  The  entrance 
slit  was  set  to  300  um.  With  the  image  of  the  laser  beam  being 
about  80  um,  this  setting  provided  some  latitude  for  movement  of 
the  image  due  to  schlieren  effects. 

The  channel  bandwidths  were  equalized  before  the  gain 
calibration  was  done.  This  is  accomplished  by  adjusting  the 
transverse  position  of  L3.  The  procedure  is  to  carefully  measure 
the  full  widths  of  the  two  lines  at  half  maximum  (fwhm)  and  then 
introduce  the  appropriate  shift  in  L3 .  This  adjustment  is 
extraordinarily  sensitive.  The  measurement  is  made  on  a  scan  of 
the  spectra  of  the  two  channels  obtained  with  the  rate  meter  and 
X-Y  recorder  shown  in  Figure  3.  Generally,  it  is  possible  to 
equalize  the  widths  to  within  ±0.001  nm.  An  example  of  a  scan  of 
the  two  channels  using  the  60  cm”l  line  is  shown  in  Figure  14. 

The  widths  of  the  test  line  in  the  two  channels  are  both  equal  to 
0.064  nm  for  the  300  um  effective  exit-slit  width  set  up  as  a 
goal,  which  is  only  0.004  nm  smaller  than  the  design  value.  The 
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OBSERVED  SIGNAL  UCOUNTS/S) 


SPECTROMETER  WAVELENGTH  (A) 


Figure  14.  Typical  Sequential  Scans  of  the  60-cm~l  Line  of  Room 
Air  with  Channel  A  Followed  by  Channel  B  of  the 
Aligned  TiLaRS  System.  [See  Figure  2.  Entrance 
slit  source-limited  to  about  80  urn,  exit  slits  at 
300  urn,  slit  height  at  2  mm,  and  laser  power  at  2  W, 
The  channel-B  scan  starts  at  489.44  nm  (4894.4  A).] 


spacing  measured  0.565  nm  as  compared  to  the  design  value  of 
0.572  nm.  This  discrepancy  was  made  up  by  adding  small  correc¬ 
tions  to  the  adjustments. 

The  final  task  in  setting  up  the  TiLaRS  system  for  tem¬ 
perature  measurements  is  to  carry  out  the  gain  calibration.  This 
entails  measuring  the  ratio  of  the  channel-A  gain  to  the 
channel-B  gain  given  by  Rg  in  Equations  (15)  and  (31).  This  is 
most  conveniently  done  at  room  temperature  by  determining  the 
value  of  Rg  that  gives  the  temperature  of  the  observed  volume. 
This  temperature  was  measured  using  a  thermocouple  placed  in  the 
ambient  air  near  the  laser  beams  with  a  Keithley  model  870 
digital  thermometer.  The  specified  accuracy  of  this  instrument 
at  room  temperature  is  ±1°C  with  a  resetability  of  ±0.2°C.  The 
sensitivity  of  the  feasible  accuracy  of  measurements  at  high 
temperature,  >  1000  K,  to  the  accuracy  of  the  room  temperature 
calibration  is  significant.  This  sensitivity  is  due  to  the  high 
slope  in  the  high-temperature  region  compared  to  the  slow- 
changing  character  of  the  curve  around  room  temperature  as  seen 
in  Figure  1.  The  calibration  accuracy  needed  in  a  specific  case 
can  be  obtained  from  the  curves  given  in  Figures  15  and  16. 

These  curves  were  obtained  from  Equations  (14)  and  (15).  For 
example,  in  Figure  15,  at  1,500  K  for  the  Ja/Jb  =  11/8  line  pair, 
the  temperature  changes  130  K  for  a  1%  change  in  gain.  From 
Figure  16,  a  5.3  K  change  in  temperature  at  300  K  is  produced  by 
a  1%  change  in  gain.  Thus,  the  temperature  calibration  at  300  K 
must  be  better  than  0.5  K  to  give  a  feasible  accuracy  of  13  K  at 
1,500  K.  These  curves  also  illustrate  the  sensitivity  of  the 
measurements  on  the  uncertainty  in  the  ratio  (R)  due  to  the  noise 
on  the  two  channels  wherein  the  change  in  R  (iR)  is  equated  to 
the  noise  amplitude.  Since  the  gain  calibration  was  to  better 
than  i 0. 1 %,  the  measurement  accuracy  was  primarily  limited  by  the 
performance  of  the  thermocouple-digital-thermometer  setup. 
Comparison  of  different  thermocouples  and  use  of  a  potentiometer 


AT  PER  %  +AG/G  OR  -AR/R 


AT  PER  %  +AG/G  OR  -A  R/R 


suggested  the  overall  accuracy  was  about  i 1  K  at  room 
temperature.  This  corresponds  to  an  effective  gain  uncertainty 
of  about  0.2%.  This  value  can  be  used  with  Figure  16  to  obtain 
the  feasible  accuracy  of  measurements  in  the  flame. 

4.1.2  Data  and  Results 

The  radial  measurements  were  taken  from  X  =  0.0  to  0.5  cm  in 
0.1  cm  intervals.  Either  2,048  or  4,096  reads  were  taken  at  read 
rates  of  20,  50,  and/or  100  Hz.  The  higher  read  rates  were 
possible  in  regions  of  lower  temperature,  namely  at  X  =  0.0,  0.4, 
and  0.5  cm.  The  background  signals  were  measured  by  shifting  the 
spectrometer  wavelength  up  0.08  nm  corresponding  to  3.4  cm“^  in 
Figure  2.  These  measurements  were  made  at  a  read  rate  of  1  Hz 
for  64  reads  either  ]ust  before  or  immediately  after  the 
temperature  measurement.  Since  the  relative  background  signals 
b^A  and  b^B  [see  Equation  (35)1  were  ~40-60%  in  four  of  the  six 
runs,  the  background  signals  at  the  J  =  8  and  11  wavelengths  were 
determined  by  linear  interpolation  from  the  values  obtained  at 
the  shifted  setting.  The  background  ratio  R5  ranged  from  30  to 
90%. 

4. 1.2.1  Probability  Analyses 

The  temperature  measurements  from  the  six  runs  are  presented 
in  probability  histograms  given  in  Figure  17.  The  bin  widths 
(200  K)  and  the  scales  were  made  the  same  in  all  the  plots  to 
facilitate  comparisons.  Except  for  X  =  0.4  and  0.5  cm,  the  read 

rate  of  the  data  used  to  obtain  these  plots  was  20  Hz.  The  data 

for  X  =  0.4  cm  was  acquired  at  a  50-Hz  read  rate  which  was 
reduced  to  25  Hz  for  Figure  17.  Likewise,  the  data  for 

X  =  0.5  cm  were  acquired  at  100  Hz  and  reduced  to  20  Hz  for  the 

figure.  The  height  of  the  highes t-temperature  bin  results  from  a 
clipping  procedure  in  the  analysis.  In  the  hotter  regions  of  the 
flame,  namely  at  X  =  0.1,  0.2  and  0.3  cm,  the  Raman  signal  ratio 
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increases  to  the  high-slope  region  of  the  calibration  curve  (see 
the  11/8  curve  in  Figure  1).  For  example,  at  2,000  K,  Figure  15 
gives  about  2,000  K  temperature  change  for  only  an  8%  change  in 
ratio.  Such  fluctuations  produce  nonphys ically  acceptable 
values.  The  preferred  solution  to  this  difficulty  would  be  to 
use  a  different  calibration  curve,  such  as  the  14/10  curve  in 
Figure  1.  Since  this  was  not  possible  in  our  work.,  our  recourse 
was  to  clip  the  high-temperature  excursions  in  the  calculations 
at  2,250  K,  which  is  the  maximum  temperature  allowed  for  a 
methane  flame  in  air  by  the  adiabatic  equilibrium  calculation . 36 
The  X  =  0.1,  0.2,  and  0.3  runs  are  the  most  affected  by  this 
procedure . 

However,  as  can  be  seen  in  Figure  17,  at  least  50%  of  the 
measurements  were  not  clipped.  This  can  be  appreciated  by 
examining  the  time  record  of  the  actual  count  rate  in  channel  B 
for  X  =  0.3  cm  given  in  Figure  18(a).  As  shown  in  Figure  13,  the 
Raman  signal  drops  rapidly  with  increasing  temperature.  Thus, 
the  low  signal  region  in  Figure  18(a)  contributed  to  the 
"clipped”  bin  in  Figure  17,  while  the  higher  signal  portion 
provided  the  broad  distribution  ranging  from  600  to  2,000  X.  The 
Poisson  uncertainties  determined  just  for  the  broad  distributions 
in  the  X  =  0.1,  0.2,  and  0.3  cm  data  are  respectively  600,  930, 
and  750  K.  These  high  uncertainties ,  .again ,  are  attributable  to 
the  high  slope  of  the  calibration  curve  for  temperatures 
>1,000  K. 

Such  uncertainties  can,  in  many  cases,  be  reduced  by 
reducing  the  effective  read  rate  of  the  data  by  combining 
successive  reads.  This  procedure  will  tend  to  integrate  out  the 
fast,  high-temperature  excursions  that  populate  the  "clipped" 
bins  in  Figure  17.  The  X  =  0.1,  0.2,  and  0.3  cm  data  were 
analyzed  at  a  reduced  read  rate  of  1.25  Hz.  Since  the  Poisson 
uncertainty  is  proportional  to  the  square  root  of  the  read  rate 
in  Equation  (38),  this  lowers  the  Poisson  uncertainty  by  a  factor 
of  four.  The  impact  of  this  change  on  the  X  =  0.2  and  0.3  data 
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was  to  increase  the  measured  temperature  mean  due  to  a  narrowing 
of  the  broad  distributions.  However,  the  X  =  0.1  data  required 
no  clipping  at  the  low  read  rate  which  resulted  in  a  lowering  of 
the  mean  temperature  from  1,238  to  1,060  X.  The  resulting 
histogram  using  the  Poisson  bin  width  of  165  X  is  shown  i.n  the 
inset  i  •>  Figure  17.  Reducing  the  read  rate  is  also  useful  for 
illustrating  the  fluctuations  over  the  entire  record.  The 
temperature  record  of  the  X  =  0.4  data  is  plotted  in  Figure  18(b) 
using  a  read  rate  reduced  from  50  to  5  Hz.  The  Poisson 
uncertainty  per  read  is  33  K  for  this  plot.  Thus,  the 
fluctuations  shown  are  largely  due  to  the  dynamics  of  the  flame 
front.  This  plot  plainly  shows  why  large  quantities  of  data 
are  needed  to  accurately  characterize  the  statistical  properties 
of  variables  in  turbulent  flows. 

The  results  obtained  from  the  data  plotted  in  Figure  17  are 
summarized  in  Figure  19.  In  addition  to  the  mean  temperature 
profiles  at  1.25  and  20  Hz,  Figure  19  also  includes  plots  of  the 
channel  A  background  signal  as  a  percentage  of  the  total  signal, 
the  percentage  of  clipped  points,  and  the  percent  Poisson 
uncertainty  in  the  Raman  signal  ratio  given  by  Equation  (34). 
These  data  show  that  the  number  of  clipped  points  is  mainly  a 
function  of  temperature,  and  hence  the  calibration  curve,  rather 
than  due  to  measurement  uncertainties  or  background  siqnal 
levels.  This  is  particularly  evident  at  X  =  0.0  and  0.1  cm.  The 
channel  A  Raman  signal  ranges  from  0.32  at  300  K  to  0.60  at 
2,000  K  of  the  channel  3  Raman  signal.  Since  the  background 
signals  are  very  similar,  the  channel  A  background-to-total 
signal  ratio  given  in  Figure  19  is  the  larger  of  the  two 
channels . 

The  importance  of  the  Poisson  uncertainty  in  evaluating 
dynamic  measurements  of  a  variable  can  be  seen  in  several  ways. 
Effectively,  when  the  bin  width  is  approximately  equal  to  the 
Poisson  uncertainty,  the  histogram  will  have  only  five 
significantly  populated  bins  when  the  uncertainty  due  to 
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MEAN  TEMPERATURE  (K) 


Fiqure  19.  Radial  Profile  Plots  for  the  Methane  Diffusion  rlame 
3  at  2  =  2.5d.  [O-  Mean  Temperature  for  20-Hz  Read 

Rate;  #  -  Mean  Temperature  for  1.25-Hz  Read  Rate; 

Q  -  Channel  A  Background  Signal  as  a^Rercentage  of 
the  Total  Signal;  A  -  Number  of  Reads  Clipped  at 
2250  K  as  a  Percentage  of  the  Total; V  -  Percent 
Poisson  Uncertainty  in  the  Raman  Signal  Ratio  Given 
by  Equation  (34);  and  ■  -  The  RMS  Temperature 

Fluctuations  as  a  Percent  of  the  Mean  (see  text).. 
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fluctuations  in  the  measured  variable  is  small  compare'’,  to  the 
Poisson  uncertainty.  This  is  clearly  seen  in  a  typical 
calibration  histogram  shown  in  Figure  20  where  the  bin  width  and 
both  the  Poisson  and  measured  uncertainties  are  all  10  K.  In 
this  case,  the  three  central  bins  contain  35%  of  the  events. 

Thus,  this  bin  width  represents  a  convenient  resolution  of  the 
distribution  function  for  revealing  the  characteristics  of  the 
fluctuations  in  the  variable  being  measured.  In  effect,  the 
measuring  process  of  photon  counting  introduces  intrinsic  fluc¬ 
tuations  related  to  the  magnitude  of  the  count  accumulated  over 
the  measurement  interval  which  is  superimposed  on  the  fluc¬ 
tuations  of  the  measured  var iable . 12 , 37 , 38  For  the  contributions 
of  these  fluctuations  to  be  visible  in  the  histogram,  the 
measured  variance  of  the  data  must  be  larger  than  the  Poisson 
variance.  The  degree  'if  visibility  depends  on  the  difference 
between  these  variances.  Use  of  the  Poisson  bin  width  increases 
the  possibility  that  features  much  in  excess  of  three  bin  widths 
are  largely  due  to  the  fluctuations  of  the  variable. 

The  shapes  of  the  pdf’s  in  Figure  17,  therefore,  can  be 

understood  in  terms  of  the  coiobination  of  the  distribution  func¬ 
tion  due  to  the  Poisson  process  and  the  true  distribution  func¬ 
tion  of  the  temperature.  At  positions  X  =  0.0,  0.4,  and  0.5  cm, 
the  flowfields  are  made  up  of  essentially  nonreacting  gases  (as 
indicated  by  the  small  or  absent  2250X  bins)  involving  strongly 
fluctuating  temperatures.  The  resolution  of  these  fluctuations 
is  determined  by  the  Poisson  uncertainties  which  are  320,  115, 

and  24K  respectively  for  X  =  0.0,  0.4,  and  0.5  cm  for  the  plots 

in  Figure  17.  It  is  significant  that  the  main  difference  between 
the  pdf’s  at  X  =  0.0  and  X  =  0.4  cm  is  that  the  latter  plot  is 
shifted  up  by  about  one-half  the  bin  width.  This  is  reasonably 
consistent  with  the  mean  temperatures  at  the  two  positions. 
However,  even  though  the  Poisson  uncertainty  in  the  X  =  0.0  plot 
is  1.6  times  the  bin  width,  the  plot  has  a  shape  very  similar  to 
the  higher  temperature  plot  at  X  =  0.4  where  its  °oisson  value  is 
0.5B  of  the  bin  width.  The  implication  is  that  the  observed 
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Temperature  Probability  Histogram  for  a  Typical  Room- 
Temperature  Calibration  in  Air.  [Data  record  was  for 
1024  reads  at  a  20-Hz  read  rate.  The  bin  width 
equals  the  Poisson  uncertainty  which  equals  tne 
measured  standard  deviation  (10  K) . ] 


shape  is  a  combination  of  the  true  distribution  of  temperature 
and  a  contribution  due  to  the  Poisson  distribution. 

The  shape  of  the  temperature  distributions  for  X  =  0.0 
and  0.4  cm  in  Figure  17  also  appears  in  the  data  for  X  =  0.5  cm 
given  in  Figure  21(a).  This  histoqram  was  obtained  using 
original  read  rate  of  100  Hz.  The  bin  width  is  equal  to  the 
Poisson  uncertainty  corresponding  to  57  K.  The  pdf  is  obtained 
by  dividing  the  probability  bin  height  by  the  bin  width.  The  M2 
concentration  pdf  was  also  determined  by  using  Equations  (20)  and 
(21)  with  the  more  intense  3-channel  data.  This  is  given  in 
Figure  21(b)  for  the  reduced  read  rate  of  25  Hz.  The  lower  read 
rate  reduced  the  Poisson  uncertainty  to  9.4%.  Since  this  is 
only  slightly  smaller  than  the  observed  11.5%  standard  deviation 
in  the  data,  a  bin  width  equal  to  one  half  the  Poisson  value  was 
used  to  reveal  the  shape. 

The  shape  of  the  temperature  pdf’s  can, be  understood  from 
the  realization  that  the  ideal  gas  law  given  by  Equation  (6) 
establishes ' an  anticorrelation  between  temperature  and  total 
number  density  when  the  pressure  is  constant.  Thus,  in  the 
absence  of  combustion  and  for  subsonic  flows,  if  the  density 
distribution  is  known,  it  is  straightforward  to  compute  the 
temperature  distribution.  Figure  21(b)  clearly  suggests  that  a 
Gaussian  distribution  would  be  a  good  starting  point.  This  is 
supported  by  the  concentration  measurements  of  CO2  and  air 
described  in  the  next  section.  Therefore,  by  assuming  the 
pressure  is  constant  and  doing  a  coordinate  transformation  using 
Equation  (6),  (where  p  is  now  the  total  pressure)  we  can  obtain 
the  temperature  pdf.9'39  An  example  of  this  calculation  is  given 
in  Figure  22(a)  for  a  40%  standard  deviation  in  density  and  a 
mean  temperature  of  600  K.  Clearly,  the  shape  of  this  plot  is 
quite  similar  to  that  in  Figure  21(a)  and  has  a  positive 
skewness  similar  to  the  pdf’s  in  Figure  1"7.  A  more  dramatic 
matchup  with  the  theoretical  pdf  is  given  by  the  X  =  0.0  pdf 
plotted  in  Figure  22(b)  using  a  narrow  oin  width.  If  the 
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Figure  22.  (3)  Calculated  Temperature  PDF  for  an  Ideal  Gas  at 

Constant  Pressure  Having  a  Gaussian  Density 
Distribution  with  a  40%  Relative  Standard  Deviation 
and  a  Mean  Temperature  of  600  K . 

(b)  Experimental  Temperature  PDF  for  the  Methane 
Diffusion  Flame  On-Axis  at  Z  =  2 . 5d .  [Data  record 
was  for  2048  reads  at  a  read  rate  of  20  Hz.  Minimum 
bin  width  was  used.) 
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2,250  K  bin  in  Figure  17  is  deleted,  the  mean  temperature  is 
640  K  with  a  measured  standard  deviation  of  48%.  These  values 
are  reasonably  consistent  with  the  parameters  used  to  plot  Figure 
22(a)  . 

To  evaluate  this  result  we  first  note  that  the  X  =  0.0  data 
were  taken  within  the  potential  core  of  the  flow.  The  histogram 
in  Figure  17  supports  the  expected  near  absence  of  combustion  by 
the  small  size  of  the  2,250  K  bin.  The  high  Poisson  uncertainty 
for  this  plot  was  due  to  the  low  N2  concentration  in  this  region, 
whereas  the  X  =  0.5  data  were  taken  outside  the  flame  front  in 
a  region  of  high  N2  concentration,  thereby  giving  a  small  Poisson 
value,  even  with  the  higher  read  rate  of  100  Hz.  Two  effects 
contribute  to  the  commonality  of  these  data  acquired  from  such 
different  regions.  These  are  the  Gaussian  or  near-Gaussian 
character  of  the  total  number  density  pdf  and  the  essentially 
Gaussian  character  of  the  Poisson  distribution  of  the  photon 
counting  process. 26  Effectively,  both  processes  contribute  to 
the  same  observed  shape.  How  much  of  the  pdf  is  attributable  to 
the  temperature  fluctuations  can  be  measured  using  a  "derived" 
varia  •••■  obtained  by  subtracting  the  Poisson  variance  from  the 
variance  of  the  data.  The  resulting  rms  values  are  given  in 
Figure  19  as  solid  squares.  The  values  obtained  for  the  X  =  0.0 
and  0.5  cm -data  are  respectively  32%  and  18%.  The  corresponding 
measured  standard  deviations  are  57%  and  19%.  Clearly  about  30% 
of  the  observed  distribution  in  Figure  22(b)  is  attributable  to 
actual  temperature  fluctuations  while  90%  of  the  pdf  in  Figure 
21(a)  is  due  to  the  actual  fluctuations. 

4. 1.2. 2  Spectral  and  Correlation  Analyses 

A  common  and  well-established  technique  for  analysis  of 
noise  involves  the  determination  of  either  the  power  spectral 
density  function  (psdf)  or  the  correlation  function  (acf),  or 
both.  Useful  representations  of  these  functions  are  derivable 
from  real-time  data  when  the  read  rate  is  higher  than  twice  the 
maximum  frequency  contained  in  the  data  and  (very  important)  when 
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the  number  of  measurements  is  very  large.  The  latter  condition 
can  easily  be  fulfilled  by  the  TiLaRS  system  while  the  former 
condition  could  only  be  fulfilled  in  the  flame  studies  where 
excessive  clipping  was  not  needed.  As  discussed  in  the  preceding 
paragraphs,  this  restriction  was  due  largely  to  the  A  .7  =  3  limi¬ 
tation  imposed  on  the  Raman  line  pair  by  the  spectrometer.  The 
need  for  large  numbers  of  measurements  was  discussed  in  Section 
3.3.  To  achieve  any  degree  of  precision  in  characterizing  a  psdf 
or  an  acf,  say  10%,  each  point  in  the  domain  of  these  functions 
must  result  from  an  average  of  at  least  200  measurements  or 
reads.  For  example,  if  a  spectrum  out  to  100  Hz  with  a  resolu¬ 
tion  of  1  Hz  is  desired,  more  than  20,000  simultaneous  reads  in 
each  channel  are  needed.  At  the  minimum  required  read  rate  of 
200  Hz  (Nyquist  frequency),  this  would  take  over  100  seconds  of 
continuous  data-  recording.  Since  we  were  limited  to  4,096  reads 
per  channel  by  the  minicomputer  memory,  tnis  kind  of  requirement 
was  met  by  dividing  the  record  into  overlapping  segments  of  equal 
lengths. 34  xhe  pgdf's  calculated  from  these  segments  were  then 
averaged  to  obtain  a  function  with  a  relatively  reduced  "noise" 
level.  The  difficulty  with  this  technique,  aside  from  the  lack 
of  complete  independence  of  the  overlapping  segments,  is  the  loss 
of  resolution.  This  turned  out  to  be  a  problem  in  the  psdf's 
studied  here  because  of  the  need  for  low-frequency  resolution. 

For  example,  if  the  200-Hz  read  rate  was  to  be  used  with  4,096 
reads,  then  one  could  choose  31  one-half-overlapping  segments 
with  256  points  each  to  give  a  signal-to-noise  (S/N)  ratio  of 
/  3 1'  =  5.6  and  a  resolution  of  100/123  =  0.7R  Hz  (the  positive 
frequencies  use  half  the  points).  If  higher  resolution  was 
needed,  then  13  three-quarters-overlapp ing  segments  with  1,024 
points  each  can  be  used.  This  gives  a  resolution  of  0.195  Hz 
with  S/N  =  3.6.  Clearly,  there  is  no  substitute  for  large  quan¬ 
tities  of  data. 
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Another  point  of  importance  in  these  analyses  is  the 
question  of  aliasing . 9 •  33 ,  34  when  the  signal  being  sampled 
contains  frequencies  f  higher  than  one  half,  the  sampling 
frequency  or  read  rate  fr,  frequencies  consisting  of  sums  and 
differences  of  f  with  the  harmonics  of  fr  are  generated.  These 
"alias”  frequencies  show  up  in  the  observed  spectrum  and 
therefore  constitute  errors  in  the  measurement.  This  result 
assumes  essentially  synchronous,  instantaneous  sampling  of  the 
signal  as  one  might  do  in  an  analog  measurement.  In  the 
measurements  reported  here,  the  recorded  signal  is  the  total 
count  accumulated  over  the  read  interval  a t;  therefore  it  is  a 
time-averaged  measurement.  As  a  result,  frequencies  higher  than 
fr/2  are  averaged  out.  It  is  easy  to  show  that  the  net  amplitude 
contributed  to  each  read  interval  by  these  signals  is  attenuated 
according  to  fr,/f.  The  corresponding  power  is  then  attenuated  by 
(fr/f)2.  This  result  applies  to  spectral  features  of  finite 
bandwidth.  For  a  constant  power  spectrum  as  produced  by  "white 
noise",  the  time  averaging  causes  the  alias  noise  due  to 
frequencies  greater  than  fr/2  to  be  folded  back  into  the  observed 
spectrum  such  that  the  observed  spectrum  shows  no  attenuation. 
Moreover,  the  observed  spectrum  is  a  consistent  representation  of 
the  spectral  density  of  the  white  noise. 

The  runs  at  X  =  0.0,  0.4,  and  0.5  cm  had  small  enough 
clipping  to  permit  psdf's  and  acf's  to  be  determined.  The  psdf's 
were  obtained  by  squaring  the  magnitude  of  the  Fourier  transform 
coefficients  generated  by  a  FFT  routine.  Since  the  read  rates 
for  the  X  =  0.4  and  0.5  data  were  respectively  50  and  100  Hz, 
then  the  spectra  were  calculated  out  to  the  Nyquist  frequency, 
namely  25  and  50  Hz.  The  spectra  for  these  two  runs  are  shown  in 
Figure  23.  The  X  =  0.4  data  were  segmented  in  15  one-half 
overlapping  records  of  512  points  each,  while  the  X  =  0.5  data 
were  divided  into  13  three-quarter  overlapping  segments  of  1,024 
points  each.  These  choices  provide  the  same  resolution  of 
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0.098  Hz.  The  spectra  were  smoothed  with  a  cosine  filter  of 
0.7-Hz  bandwidth. 

The  dashed  lines  in  figure  23  identify  the  power  spectral 
densities  due  to  the  "Poisson  noise"  arising  from  the  photon 
counting  process.  These  spectra  give  the  total  power  summed  over 
both  positive  and  negative  frequencies.  Hence,  the  Poisson  level 
is  computed  by  taking  the  Poisson  variance  and  dividing  by  the 
bandwidth  of  the  spectrum.  As  can  be  seen  in  Figure  23,  the 
'spectra  show  an  additional  "white  noise"  contribution  plus  a 
low-frequency  feature.  This  feature  has  been  consistently 
observed  in  the  temperature  psdf's  of  earlier  flame 
measurements . ^8  So  far,  it  has  been  observed  only  near  the  flame 
front  and  gets  stronger  as  the  front  is  approached .  The  psdf's 
of  the  conoentr.ation  data  of  these  cuns  as  well  as  the 
temperature  psdf  at  X  =  0.0,  do  not  show  any  low  frequency 
feature  of  this  sort.  The  spectrum  of  the  X  =  0.0  data  is  given 
in  Figure  24.  It  was  obtained  using  15  segments  of  256  points 
each  and  a  0.7  Hz  filter.  The  20-Hz  read  rate  limits  the  maximum 
frequency  to  10  Hz. 

The  low-frequency  feature  is  clearly  seen  in  0  to  5  Hz 
spectra  given  in  Figure  25.  These  spectra  were  fitted  to  the 
power  spectral  density  function  that  can  be  described  as  white 
noise  passing  through  a  low-pass  filter. q  This  function  can  be 
written  as 

G(f)  =  KG/(f2  +  (l/2irtc)2j  (41) 

where  KG  and  tc  are  the  constants  which  were  fitted  to  the  data. 
The  plots  in  Figure  25  show  the  resulting  fits  as  solid  points. 
The  short  dashed  lines  indicate  the  total  white  noise  level 
estimated  from  the  corresponding  plots  in  Figure  23.  These  fits 
permitted  the  total  variance  due  to  the  "l/f2"  spectrum  to  be 
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computed.  Subtracting  this  and  the  Poisson  variance  s“  =  G  fr,/2 
from  the  observed  variance,  the  non-Poisson  or  M  thee  ial "  white 
noise  level  could  be  found.  These  results  are  summarized  in 
Table  2. 


TABLE  2 

Results  of  l/f2  Analysis  of  Temperature  Fluctuations 


X 

(cm) 

9G 

(K2*  Hz) 

tc 

( sec ) 

GP 

( K2/Hz ) 

G«p 

(  X2/Hz  ) 

C(0) 

Coxp (  ^  +  ) 

0.4 

6,280 

0.78 

1,640 

1,390 

0 . 24 

0 . 23 

m 

o 

914 

0.58 

60 

32 

0 .36 

0  .  30 

A  further  check  on-  the  1/f2  analysis  can  be  carried  out 
using  the  acf.  The  acf  can  be  obtained  usinq  the  inverse  Fourier 
transform  of  Equation  (41).^  This  gives 

R(t)  =  it 2KGtcexp(-x/tc)  .  (42) 

The  "acf  coefficients"  for  the  X  =  0.4  and  0.5  data  obtained  by 

normalizing  the  acf's  against  the  observed  total  variances  s£ot' 

are  plotted  in  Figure  26.  These  curves  show  an  exponential-like 

decay  with  time  constants  consistent  with  the  values  of  the 

integral  time  scale  tc  given  in  Table  2.  The  values  at  one  read 

interval  greater  than  i  =  0  in  Figure  26  given  by  Cexp(0+)  in 

Table  2  also  compare  favorably  with  the  acf  coefficients  computed 

2 

from  C(t)  =  R(T)/stot*  However,  the  acf's  show  additional  low- 
frequency  features  which  distort  the  decay  curves.  Since  these 
features  depend  on  the  segmenting  procedure,  it  is  assumed  that 
they  are  caused,  at  least  in  part,  by  slow  "trends"  in  the  data 
records.  The  acf  coefficients  given  in  Figure  26  are  averages  of 
eight  nonoverlapping  segments  with  512  points  each.  The  current 


software  permits  only  the  removal  of  the  average  of  the  data  in 
the  segment.  What  is  needed  is  a  polynomial  fit  to  the  data, 
perhaps  up  to  third  order,  which  is  then  subtracted  before 
analysis.  It  should  be  noted  here  that  l/f2  behavior  does  not 
depend  on  segmenting  or  read  rate. 

Finally,  Figure  26  also  shows  that  the  white  noise  iden¬ 
tified  in  Figure  23  can  be  associated  with  a  correlation  time 
less  than  the  resolution  times  in  Figure  26.  The  resolution 
times  in  Figures  26(a)  and  (b)  are  respectively  20  and  10  msec. 
Part  of  this  "fast"  correlation  is  due  to  the  uncorrelated 
detection  noise  which  gives  the  Poisson  variance  while  the 
origins  of  the  remaining  "fast"  component  can  be  associated  with 
Grj>  in  Table  2. 

4.2  CARBON  DIOXIDE  JET  STUDIES 

Concentration  measurements  at  constant  temperature  using  RS 
are  a  straightforward  application  of  Equations  (1)  and  (2)  which 
express  the  fact  that  the- Raman  count  rate  ftj  is  directly 
proportional  to  the  molecular  concentration  N  provided  that  the 
parameters  of  the  measuring  system  are  held  constant.  The 
essential  parameters  appearing  in  Equation  (20)  that  are  subject 
to  variations  are  the  wavelength  setting,  temperature, 
calibration  constant,  and  laser  power.  Since  mole  fraction  c  is 
the  preferred  measured  variable,  the  atmospheric  pressure  in 
Equation  (21)  must  also  be  constant,  or  at  least  known.  The 
objective  of  these  studies  was  to  make  dynamic  measurements  of 
the  fluctuations  of  the  CO2  and  air  mole  fractions  in  a  room 
temperature  CO2  jet. 

4.2.1  Setup  and  Calibration 

The  studies  were  carried  out  using  the  same  basic  gas  flow 
apparatus  used  in  the  CH4  flame  studies  with  the  following 
exceptions.  The  nozzle  was  an  ASME  flat-top  velocity  profile, 
stainless  steel  nozzle  with  an  orifice  diameter  of  4.77  mm.  The 
nozzle  was  mounted  on  a  9-cm  diameter  aluminum  disk  so  that  the 
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face  of  the  nozzle  was  flush  with  the  outer  surface  of  the  disk. 
The  exhaust  pipe  and  mounting  hardware  used  with  the  flame  were 
removed.  The  flow  rate  of  the  "bone-dry”  CO2  gas  (supplied  in 
liquified  form)  was  measured  using  a  Fischer  and  Porter  ball-in¬ 
tube  flow  meter.  The  pressure  regulator  which  supplied  that 
flow  meter  was  preceded  by  an  in-line  gas  heater.  This  heater 
was  needed  to  offset  the  Joule-Thomson  cooling  of  the  CO2  gas 
when  it  expanded  in  the  regulator. 

The  flow  meter  calibration  curve  for  CO2  which  was  specified 
to  be  good  to  i 31  by  the  manufacturer  was  checked  twice  against 
the  flow  meter  in  the  Room  20  test  facility  in  Building  18  at 
W-PAFR  operated  by  the  Aero  Propulsion  Laboratory  (APL).  The 
first  calibration  was  in  reasonable  agreement  with  the 
manufacturer's  curve  being  high  2.4%  at  2.0  kg/h  and  low  1.4%  at 
6.0  kg/h  mass  flow.  In  the  second  calibration,  the  curve  value 
was  only  0.3%  high  at  2.0  kg/h  while  the  6.0  kg/h  flow  rate 
showed  a  -6%  discrepancy”  on  the  flow  meter.  The  source  of  this 
latter  disagreement  at  6  kg/h  was  not  resolved;  however,  the 
overall  results  suggest  that  the  ±3%  uncertainty  is  a  reasonable 
assignment  to  the  calibration  curve. 

The  rotational  RS  lines  of  CO2  are  spaced  3.12  cm"-'-  compared 
to  the  7.96  and  11.5  cm--*-  spacings  respectively  of  N2  and  O2. 

The  spectrum  of  CO2  scanned  with  relatively  narrow  slits  (80  urn) 
is  given  in  Figure  27.  With  wider  slits,  such  as  150  urn  used  in 
these  CO2  studies,  there  is  no  wavelength  in  the  0-to-70  cm--*- 
region  shown  in  Figure  27  where  CO2  is  not  detected.  It  is 
fortunate  that  the  strongest  line  in  the  spectrum  of  air  occurs 
exactly  at  the  minimum  between  two  CO2  lines.  This  line  is  at 
60  cm-*-,  shown  in  Figure  2,  and  is  due  to  the  near  coincidence  of 
the  J  *  6  line  of  M2  and  the  J  -  9  line  of  O2.  Similarly,  the 
J  =  24  line  of  CO2  is  located  within  the  gap  between  the  J  =  5 
line  of  O2  and  the  J  =  4  line  of  ^  and  it  is  well  within  the 
29-cm-*-  spacing  limit  from  the  60-cm-*-  air  line  imposed  by  the 
spectrometer  exit  slit.  The  optimum  choice  for  the  CO2  line 
based  on  its  intensity  would  be  the  J  =  13  line  situated  between 
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the  J  =  2  and  J  =  3  lines  of  N2.  In  fact,  both  the  J  =  13  and  20 
lines  could  be  measured  together  using  a  wide  slit  on  that 
channel.  However,  as  indicated  above,  the  spacing  from  the 
60-cm-^-  "air"  line  is  too  large. 

Ideally,  a  narrow  slit,  say  ~100  ym  or  less,  would  be  pre¬ 
ferred  because  it  would  reduce  the  interference  of  CO2  in  the  air 
channel.  A  narrow  slit  was  precluded,  however,  by  the  fact  that 
it  would  introduce  slit-limited  illumination  of  the  entrance  slit 
due  to  the  ~80-um  wide  laser  beam  image.  This  is  undesirable 
because  of  the  slight  movements  of  the  image  on  the  entrance  slit 
due  to  schlieren  effects  produced  by  the  jet.  Such  movements  in 
slit-limited  illumination  creates  signal  fluctuations  superim¬ 
posed  on  the  fluctuations  of  the  molecular  concentration.  The 
150-um  slit  width  was  considered  the  best  compromise. 

The  scans  taken  over  the  CO2  and  air  spectra  with  the  two 
channels  using  this  slit  width  are  shown  in  Figure  28.  These 
spectra  reveal  the  source-of  a  major  difficulty  encountered 
in  this  work.  Because  of  the  narrow  slit,  the  degree  of 
"flatness"  of  the  peaks  of  the  two  lines  is  very  small  if  there 
is  any  flatness  at  all.  This  is  especially  true,  as  can  be  seen 
in  Figure  28  for  channel  A.  The  60-cm-l  "air"  line  has  a  sharper 
peak  than  the  CO?  lines  because  of  the  0.37  cm“^  (0.009  nm  or 
0.09  A)  mismatch  between  the  N2  and  O2  lines  which  make  up  this 
air  line.  This  is  in  contrast  to  the  nearly  flat-topped  N2  lines 
shown  in  the  spectrum  in  Figure  14,  which  was  obtained  with 
300-um  slits.  This  flatness  provided  a  degree  of  insensitivity 
to  slight  drifts  in  the  spectrometer  wavelength  setting  in  the 
CH4  flame  studies.  When  the  narrower  slits  were  used,  these 
slight  drifts  made  a  significant  change  in  the  effective  calibra¬ 
tion  of  both  channels.  The  drifts  were  caused  by  slow  changes  in 
the  internal  temperature  of  the  spectrometer.  This  problem  was 
not  identified  early  enough  to  allow  it  to  be  corrected  before 
the  completion  of  this  program.  Fortunately,  calibration  runs 
were  made  at  the  beginning  and  end  of  the  series  of  runs  on  the 
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Figure  28.  Superimposed  Scans  of  ~100°5  Air  and  ~100?j  COg  at  Room 
Temperature  and  Pressure.  (Conditions  were  same  as 
in  Figure  14  except  the  exit  slit  width  was  150  urn 
and  the  slit  height  for  COo  was  at  1  mm.  See  Figures 
2  and  27  .  ) 


92 


CO2  jet.  This  provided  a  reasonable  basis  for  compensating  for 
the  calibration  shift. 

The  symmetric,  sharp  line  shapes  of  the  second-order  spectra 
in  Figure  23  are  evidence  for  the  good  performance  of  the  dual- 
channel,  exit-slit  optical  system.  The  measured  CO2  line  widths 
(fwhm)  are  0.034  nm  (1.42  cm"l)  while  the  60-cm~l  air  line  is 
0.038  nm  (1.59  cm"M  wide.  The  estimated  minimum  line  width  in 
the  exit  slit  plane  for  an  150-um  exit  slit  and  the  80-um  wide 
image  width  of  the  source  using  Figure  12  is  about  0.02F  nm . 

Since  the  scans  in  Figure  28  were  all  carefully  started  at  the 
same  wavelength,  this  figure  also  shows  the  good  matchup  of  the 
channel  settings  with  the  peaks  of  the  two  lines.  Recognizing 
that  the  CO2  scans  in  Figure  28  were  taken  with  a  -l-mm-high  slit 
while  the  air  spectra  were  taken  with  a  2-mm-high  slit,  the  CO2 
interference  shown  in  channel  A  in  the  figure  is  consistent  with 
the  14.1%  measured  value. 

The  calibration  for  these  studies  was  accomplished  by  first 
bringing  the  system  to  operational  status  using  the  system  para¬ 
meters  intended  for  the  experiments.  The  count  rates  were  then 
measured  in  each  channel  when  a  known  concentration  of  the 

appropriate  gas_was  present  in  the  observed  volume.  The  calibra- 

•  • 

tion  constants  n^r  and  ngr,  determined  by  applying  Equation  (24) 
to  the  observed  calibration  count  rates,  were  then  used  in 
Equation  (22)  and  (24)  to  determine  the  dynamic  values  of  the 
mole  fractions  of  the  two  gases  from  the  measurements.  For  the 
CO2  calibration,  the  nozzle  orifice  was  centered  on  the  observed 
volume  and  set  about  1  mm  away  in  the  axial  direction  (i.e.,  Z 
direction).  A  low  CO2  flow  rate  was  established  to  displace  the 
air  completely  from  the  observed  volume  and_the  calibration  was 
carried  out.  The  CO2  calibration  constant  ngr  the  J  =  24 

line  was  found  to  be  355.4  kcounts/s  ±0.1%  using  5.0  W  laser 
power  and  a  1-mm-high  by  150-um-wide  entrance  slit.  The  other 
channel  was  positioned  on  the  60-cm-^-  "air"  line.  This  "mixed" 
line  characterizes  99.0%  of  the  composition  of  air.  3ecause  of 
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the  similarity  of  the  masses  and  viscosities  of  02  and  M2  at  room 
temperature , it  is  sugqested  that  he  small  differences  in  the 
molecules  would  not  be  sufficiently  important,  at  least  in  these 
preliminary  studies,  to  offset  the  advantage  of  using  cr.e  strong 
_^air"  signal  provided  by  this  line.  The  air  calibration  constant 
nAr  was  “Oun.d  to  be  10  6.0  kcounts./s  1 0 . 0  5  *  obtained  with  the 
conditions  cited  above.  The  uncertainties  in  the  measurement 
of  these  constants  were  the  observed  standard  deviations 
(essentially  the  same  as  the  calculated  Poisson  uncertainties) 
divided  by  the  square  root  of  the  number  of  measurements  or 
reads . 

4.2.2  Data  and  Results 

Three  sets  of  runs  were  carried  out  on  the  CO2  jet.  The 
first  two  were  axial  (2-direction)  profiles  at  2.0  and  6.0  ,<g/h 
and  the  third  was  a  radial  ( X-d  irection )  profile  at  6  kg/h.  The 
axial  runs  extended  from  0.3  (0.63d)  to  14.0  cm  (29.4d).  The 
radial  runs  covered  the  range  from  0.0  to  1.0  cm  (4.2r)  at  the 
2  =  2.0  cm  ( 4 . 2d )  position.  The  maximum  axial  position  was 
restricted  to  14.0  cm  due  to  a  minor  mechanical  interference 
which  has  since  been  removed.  The  disappearance  of  the  CO2 
signal  determined  the  maximum  radial  position.  The  axial  posi¬ 
tion  in  the  radial  set  of  runs  corresponds  aoprox imately  to  the 
end  of  the  potential  core  region.  The  Reynolds  numbers  Re  were 
10,000  and  30,000  respectively  for  the  2.0  and  6.0  kg/h  flows. 

The  data  were  reduced  to  profiles  of  the  mean  concentration, 
relative  rms  concentration  fluctuations,  and  the  covariance  of 
the  concentrations  of  the  two  gases.  In  addition,  where  the  signal 
levels  were  appropriate,  auto-correlation  functions  (acf's), 
cross-correlation  functions  (ccf's),  power  spectral  density  func¬ 
tions  (psdf's),  the  skewness  33  and  the  kurtosis  3 4  of  the 
concentra t ion  distributions  were  obtained.  All  of  the  data  were 
analyzed  in  terms  of  either  mole  fraction  referred  to  the  number 
density  given  oy  the  gas  law  or  the  corresponding  mole  percent. 

If  we  neglect  the  trace  constituents  in  air  and  assume  that  M2 
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closeness  of  t.oi.s  sc-  to  mi  tv. 

Once  the  calibration  bias  mentioned  m  tr.e  previous  section 
was  corrected,  the  CO2  data  needed  no  further  manipulation. 
However,  the  apparent  air  concentration  determined  from  channel-A 
included  a  signal  due  to  CO2  which  equaled  14.1%  of  the  CO2  con¬ 
centration  measured  in  the  channel  3.  This  correction  was 
applied  to  the  channel  A  data  on  a  point-by-point  basis.  It  was 
determined  by  assuming  that  the  apparent  air  concentration  c^  in 
channel  A  is  a  linear  combination  of  the  true  air  concentration 
cc  and  a  constant  fraction  A ^  of  the  CO2  concentration  cc 
measured  in  channel  B.  The  relation  exoressing  this  assumption 
is  ca  =  -  A^cc.  The  fraction  was  found  by  observing  that  the 

mean  air  signals  on  axis  at  Z  =  0.3,  0.5,  and  1.0  cm  were  essen¬ 
tially  zero,  that  is  <ca>  =  0,  and  averaging  the  three  values  of 
A computed  from  the  data  for  these  three  positions.  The 
resulting  corrections  applied  to  the  channel  A  data  brouqht  the 
sum  of  the  mean  concentrations  for  the  radial  profile  to  within 
an  average  deviation  of  0.9%  from  the  desired  100%  value.  The 
results  for  the  axial  profiles  were  somewhat  poorer,  especially 
for  the  10.0  and  14.0  cm  measurements  which  gave  sums  of  ~95%. 

The  average  deviations  from  100%  for  the  2-kg/h  and  6-kg/h  axial 
data  sets  were  respectively  2.4%  and  1.7%. 

Corrections  also  had  to  be  applied  to  the  Poisson  uncertain¬ 
ties  calculated  for  channel  A,  due  to  the  need  for  subtracting 
out  the  CO2  interference.  The  Poisson  uncertainty  in  the  mole 
fraction  of  air  is  given  by 
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where  it  is  assumed  that  the  background  measurements  were  made  at 
low  read  rates  such  that  £'0/fr  £0.1.  If  the  backgrounds  are 
weak  compared  to  the  Paman  signals,  the  M's  can  be  replaced  with 
the  n's  as  given  by  Equation  (24).  The  mole  fraction  Poisson 
uncertainty  for  the  CO2  measurements  has  the  same  form  as 
Equation  (43)  except  that  the  A ^  term  is  absent  and  3  replaces  A. 

The  fluctuations  observed  in  the  signal  from  a  given  channel 
consist  of  two  parts:  (a)  the  fluctuations  in  the  number  of 
photoelectrons  arising  from  the  intrinsic  randomness  of  the  pho¬ 
toelectric  effect  which  obey  the  Poisson  distribution,  (b)  the 
fluctuations  in  the  intensity  of  the  light  incident  on  the 
PMT.33  Thus,  the  measured  distribution  p(M,At)  is  neither  the 
distribution  of  the  gas  ?(c)  nor  the  Poisson  distribution.  If 
the  intearated  photon  count  rate  incident  on  the  ?MT  in  one  read 
time  interval  given  by  A t  =  f^1  (where  dead  time  is  negligible) 
is  W  and  the  dark  count  is  negligible,  then  the  observed  distri¬ 
bution  is  given  by^-2,37,38 


p ( M , A  t )  =  4r  /  (nW)Mexp(  -nW)  p(W)dW, 
•  0 


(44) 


where  n  is  the  PMT  quantum  efficiency.  It  is  straightforward  to 
show  that  the  moments  of  P(W)  about  zero  are  equal  to  the  fac¬ 
torial  moments  of  o(M,At)  given  by^S 


M  . 
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M  =  0 


M! 

(M-j  )  ! 


p  (  M  ,  A  t )  , 


(45) 
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where  £p(M,At) 


1,  and  for  example, 


M  =  l  M  p ( M , i t )  =  <  M  >  (46) 

1  M  =  0 

M2  =  <M2>  -  <"M >  .  (47) 

(Mote  that  both  forms  <M>  =  M  are  used  in  this  report.) 

Thus  , 

00 

M.  =  n3  /  M3?( W)dW 

3  0 

or  (48) 

=  n 3  <w3> 

The  mole  or  volume  fractional  concentration  is  given,  using 
Equation  ( 24  )  ,  by 

c  =  frn/nr  =  fr(M-b')/nr,  (49) 

where  n  is  the  calibration  count  rate  corresponding  to  100%  con¬ 
centration.  Since  M  =  nW,  then  the  concentration  pdf  is 

P(c)  =  (n  /n f r ) P( W)  .  (50) 
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From  Equations  (48)  to  (50),  we  have 


The  first  moment  about  2ero  gives  the  mean  concentration  (i.e., 
j  =  1)  from  Equation  (51)  to  be 


c  =  (M.  -  5' ) f  /n 

1  r  r 


or 


(  52  ) 


=  (M  -  b' )/np 


The  higher  central  moments  of  P(c)  can  be  obtained  from  Equation 
(  45  )  using^-2 , 37 
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for  m  >  2.  For  example,  for  m  =  2, 
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Equation  (55)  shows  an  important  result,  namely  that  the  variance 
2 

sc  =  U2  of  the  concentration  fluctuations  is  obtained  by 
subtracting  the  Poisson  variance  M  from  the  variance  ( < M 2 >  - 
<M>2)  in  the  recorded  data. 

The  higher  moments  of  interest  are  the  third  and  fourth 
which  are  represented  respectively  by  the  skewness  3  3  and  the 
kurtosis  84.  These  are  given  as1*! 

S3.p3/ul-5  (56) 

and 

8  4  =  u4/u2  ’  (57) 

For  Gaussian  distributions, 

•  03  *  0  and  S4  *  3  (58) 

while  for  Poisson  distributions, 

3  3  =  M  "1/2  (59) 

34  =  3  +  M  _1  .  (60) 

Although  the  procedure  embodied  in  Equations  (45)  and  (53)  can 
provide  the  set  of  moments  of  the  concentration  distribution,  it 
is  not  sufficient  to  define  the  original  pdf.  Two  schemes  have 
been  described  for  arriving  at  a  reasonable  approximation  of  the 
pdf  from  the  moments.  Penney  et  al.7  used  a  least-mean-squares 
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determination  of  the  amplitude  coefficients  of  a  trial  function, 
while  Siddall  and  Diab^2  obtained  a  realistic  approximation  by 
maximizing  the  Shannon  entropy  function. 43  mq  effort  to  generate 
approximate  pdf's  of  the  concentration  from  the  moments  was 
carried  out  in  the  work  reported  here. 

4. 2. 2.1  Probability  Analysis 

In  all  the  runs,  4,096  reads  were  recorded  for  each  channel. 
In  the  axial  set,  a  read  rate  of  2.0  kHz  was  used  out  to  4.0  cm, 
1.0  kHz  at  7.0  cm,  and  0.5  kHz  for  Z  >  7.0  cm.  In  the  radial 
set,  2.0  kHz  was  used  for  X  <  0.4  cm  and  0.2  kHz  for  X  >  0.4  cm. 
The  lower  read  rates  were  used  to  prevent  the  Poisson  uncertainty 
from  getting  too  large  for  the  C C>2  concentration  measurements. 

Two  examples  typical  of  the  probability  analyses  of  these  data 
are  shown  in  Figure  29.  The  bin  widths  in  both  cases  are 
approximately  Poisson.  In  the  air  channel,  the  mean  signal  level 
was  40  kcounts/s  which  made  the  rms  concentration  65%  of  the 
Poisson  uncertainty,  while  in  the  COg  channel  the  mean  signal 
was  245  kcounts/s  which  made  the  rms  concentration  107%  of  the 
Poisson  level.  These,  differences  are  reflected  in  the  breadth  of 
the  pdf's  given  in  Figures  29(a)  and  (b). 

From  the  pdf  studies,  the  mean  and  rms  concentration  values 
were  obtained..  These  data  for  the  axial  sets  are  given  in  Figure 
30.  To  put  the* rms  values  on  the  sane  footing,  the  rms  profiles 
in  Figure  30(b)  were  computed  for  a  0.5-kHz  read  rate  at  all 
positions.  The  mean  concentration  values  were  found  to  be 
insensitive  to  the  choice  of  read  rate,  as  expected. 

The  effect  of  the  choice  of  read  rate  on  the  rms  con¬ 
centrations  was  of  some  concern  in  these  studies  However,  it 
was  found  that  the  difference  between  the  rms  concentration 
values  at  0.5  and  2.0  kHz  was  almost  entirely  due  to  the 
difference  in  bandwidth.  For  example,  for  the  Z  -  4.0  cm  ( 3 . 4d  ) 
data  at  6  kg/h,  the  measured  standard  deviation  s^  of  che  total 


100 


£  1.60- 


e  0e-f 

8  0 


AIR  CONCENTRATION  (MOLE-FRACTION) 


> 

-  3.00- 


e  08-] — i — | — 1=^ — i — | — i — cJ-T — | 

0000  0290  0400  0.600  0300  t  000 

CO  CONCENTRATION  < MOLE-FRACTION) 

2 

Figure  29.  Typical  Concentration  PDF's  Obtained  from 

Simultaneously  Recorded  Data  On-Axis  at  2  *  4.0  cm 
(3.3 9d )  for  a  2.0-Kg/h  CO2  Flow  Rate;  (a)  Air? 

(b)  CO2  •  (Data  records  have  4096  reads  taKen  at 
2.0  kHz  read  rate.  Bin  widths  are  approximately 
equal  to  the  Poisson  uncertainties.) 


Raman  data  of  CO2  at  500  Hz  is  0.0416  mole-fraction  (m-f).  If  a 
flat  power  spectrum  is  assumed  (i.e.,  due  to  white  noise),  then 
*  /  f  r ;  thus,  at  2.0  kHz,  this  would  give  s^  =  0.0832  m-f.  The 
actual  value  obtained  at  2.0  kHz  is  s^  =  0.0775  m-f.  The 
difference  is  due  to  the  fact  that  the  power  spectral  density  due 
to  the  concentration  is  not  white  but  decreasing  slowly  towards 
the  Poisson  spectral  density  as  the  frequency  increases.  Since 
the  Poisson  standard  deviation  Sp  is  proportional  to  / fr  as  given 
in  Equation  (43),  then  the  power  spectral  density  due  to  the 
fluctuations  of  the  detection  process  given  by  2Sp2/fr  is 
independent  of  the  read  rate  (where  the  bandwidth  3W  =  fr/2). 
Thus,  the  choice  of  read  rate  determines  simply  the  bandwidth  of 
the  power  spectrum  that  is  integrated  to  give  the  observed  value 
of  s^.  As  discussed  in  Section  4. 1.2. 2,  the  only  situation  in 
which  the  read  rate  becomes  a  real  concern  is  when  there  is  a 
peaked  feature  or  resonance  at  a  frequency  higher  than  fr/2. 

None  of  the  data  from  the  CO2  studies  show  any  evidence  of  a 
high-frequency  feature. 

• 

The  deviation  of  the  total  concentration  from  99  to  100%  due 
to  calibration  drift  discussed  in  the  previous  section  is  clearly 
evident  in  Figure  30(a);  however,  the  data  show  good  symmetry  in 
spite  of  this  systematic  error.  A  similar  study  of  the  mean  CC>2 
concentration  profile  due  to  a  nozzle  identical  with  the  one  used 
in  these  studies  was  carried  out  using  a  gas-sampling  probe  in 
the  25 . 4-cm-d iameter  APL  combustion  tunnel  operated  out  of  Room 
20  in  Building  18  of  W-PAF3.44  The  jet  nozzle  was  axially 
positioned  in  the  face  of  a  14 . 0-cm-d  iameter  centerbody.  An 
annular  air  flow  of  0.7  kg/sec  was  used  to  sweep  the  CO2  from  the 
tunnel.  The  Raman  values  shown  in  Figure  30(a)  are  consistently 
higher  than  the  probe  values  for  2  >  2.0  cm  ( 4 . 2d )  .  The  averages 
of  these  differences  are  5.0%  and  4.5%  respectively  for  the  2.0 
and  6.0  kg/h  flow  rates.  For  the  2.0  kg/h  flow  rate,  the  Raman 
value  is  1.3%  higher  than  the  probe  value  also  at  Z  =  1.0  cm 
( 2 . Id )  .  The  values  for  the  remaining  positions  in  the  two  data 
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sets  with  Z  <  2.0  cm  were  within  0.3%  o£  each  other.  The  peak 
discrepancy  in  the  2.0-kg/h  data  was  10.0%  at  Z  =  2.0  cm,  whereas 
in  the  6.0-kg/h  data  the  maximum  was  7.2%  at  Z  =  4.0  cm  ( 3 . 4d )  . 

At  many  positions,  three  to  five  probe  readings  were  obtained. 

The  2.0-kg/h  data  gave  uncertainties  generally  under  1%  while  the 
6.0-kg/h  data  gave  uncertainties  of  3.9%  and  2.0%  respectively  at 
Z  =  2.0  cm  and  4.0  cm.  Clearly,  these  uncertainties  are  not 
enough  to  account  for  the  discrepancies  between  the  Raman  and 
probe  data.  Furthermore,  the  probable  accuracy  error  in  the 
Raman  data.,  due  primarily  to  the  calibration  drift,  is  about  2.0% 
low  as  suggested  by  the  deviation  of  the  total  concentration  from 
100%.  Thus,  accounting  for  this  error  only  increases  the 
discrepancies  between  the  probe  data  and  the  Raman  data. 

Although  the  APL  study  was,  in  fact,  on  ducted  flow  of  a  jet 
while  the  Raman  study  was  on  a  free  jet,  the  discrepancies  are  in 
the  region  well  before  one  centerbody  diameter.  This  tends  to 
minimize  the  differences  in  the  experimental  configurations.  The 
implication  is  that  one  technique  has  an  uncorrected  bias.  The 
reasonably  good  consistency  between  the  air  and  C02  data  shown  in 
Figure  30(a)  suggests  that  any  bias  in  the  Raman  data  is  small. 

We  note  that  the  probe  data  did  reveal  an  asymmetry  in  the  radial 
profile  data  which  could  suggest  that  the  tunnel  axial 

measurements  did  not  follow  the  flow  axis. 

• 

Birch,  et  al.37  fit  their  axial  data  to  a  hyperbolic  func¬ 
tion  consistent  with  theoretical  expectations.  Thus,  plotting 
the  reciprocal  of  the  mean  concentration  versus  axial  position 
should  give  a  straight  line.  The  Raman  data  gave  reasonable  fits 
in  the  2.0  to  14.0  cm  range  with  rms  deviations  from  the  fits  of 
7.2%  and  4.7%  respectively  for  the  2  and  6  kg/h  flow  rates.  The 
probe  data,  however,  gave  12.4%  and  17.2%  rms  deviations  for  the 
corresponding  runs. 


The  ms  concentration  values  for  air  in  Figure  30(b)  could 
not  be  determined  for  Z  <  1.0  cm  ( 2 .  Id )  due  to  the  low 
concentration  of  air.  Measurements  were  taken  only  at  the  points 
plotted  in  Figure  30.  A  point  of  interest  in  these  data  occurs 
when  the  concentrations  are  equal.  In  Figure  30(a),  equality  is 
about  49%  for  both  flow  rates  at  Z  =  5.4  cm  (11.3d)  and  6.1  cm 
(12. 8d )  respectively  for  2.0  and  6.0  kg/h.  In  Figure  30(b)  for 
2.0  kg/h,  the  air  and  CO2  "curves"  cross  exactly  at  5.4  cm; 
however,  so  also  do  the  6.0-kg/h  "curves".  At  equal 
concentrations,  since  the  mole-fractions  of  the  two  gases  are 
anticorrelated,  we  should  expect  equal  rms  values  as  given  by  the 
2.0-kg/h  data.  The  most  likely  implication  regarding  the 
6.0-kg/h  data  in  Figure  30(b)  is  that  the  measurements  of  the  air 
concentration  fluctuations  are  too  low,  at  least  relative  to  the 
CO2  values. 

The  results  of  the  radial  measurements  are  given  in 
Figure  31.  The  mean  profiles  in  Figure  31(a)  show  excellent 
anti-correlation  with  an  equal-concentration  value  of  50%  at 
X  *  0.28  cm  (1.17r).  The  radial  profiles  of  the  ms 
concentration  values  for  air  and  CO2  are  given  in  Figure  31(b). 
The  measurements  could  be  carried  out  only  to  X  =  0.4  cm  at 
2.0  kHz  read  rate  after  which  the  CO2  concentration  was  too  weak 
for  viable  fluctuation  measurements.  The  radial  data  beyond 
X  =  0.4  cm  was  recorded  at  0.2  kHz.  The  plots  for  the  two  read 
rates  show  good  consistency  with  each  other  and  between  the  two 
gases.  However,  Figure  31(b)  shows  that  equal  rms  values  of  the 
two  gases  occur  at  slightly  different  positions  compared  to  the 
crossing  of  the  mean  values.  In  particular,  for  0.2  kHz  read 
rate,  the  ms  values  cross  at  X  =  0.23  cm  while,  at  2  kHz,  they 
cross  at  X  =  0.25  cm.  The  implication  of  these  results  is  that 
while  a  read  rate  of  2.0  kHz  was  adequate  for  the  2.0-kg/h  flow, 
at  least  with  regard  to  ms  profiles,  it  was  not  high  enough  to 
record  the  fluctuations  present  in  the  6.0-kg/h  flow. 
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A  significant  feature  in  the  rms  data  is  the  peak  in  the 
percent  rms  concentration  of  CO2  at  :<  =  0.6  cm  (2.52c)  -  This 
would  acpear  to  define  a  very  clear  boundary  of  the  mixing 
region.  We  note  that  the  air  fluctuations  do  not  show  a  similar 
behavior  of  such  magnitude. 

A  more  precise  analysis  of  the  fluctuation  measurements  can 
be  carried  out  using  the  covariance  between  the  air  and  CO2 
fluctuations.  The  assumed  constancy  of  temperature  and  pressure 
dictate  that  the  total  of  the  mole  fractions  is  unity  throughout 
the  series  of  measurements.  Since  the  air  and  CO2  mole  fractions 
constitute  at  least  99%  of  the  gas  in  the  observed  volume,  we  can 
wr  i  te 


where  ca  and  cc  are  respectively  the  air  and  CO2  mole  fractions 

2  2 

Then  the  variances  in  these  quantities  given  by  sa  and  sc  are 
related  as 


2  2  7 

sT  +  s  +  2s “ 
a  c  ac 


or.  if  we  define  a  normalized  covariance  T  as 


,  then  T  =  -1  , 


s  +s 
a  c 
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where  sac  is  the  covariance  between  ca  and  cc  and  is  estimated 
using 


where  N  is  the  number  o£  data  pairs  or  reads  { M  =  4,006  here). 

The  measured  values  of  covariance  are  plotted  in  Figure  32. 

The  axial  data  in  Figure  32(a)  shows,  in  particular,  a  lower 

covariance  at  6.0  kg/h  than  at  2.0  kg/h,  which  ties  in  with  the 

lower-than-expected  air  rms  values  at  the  higher  flow  rate. 

Similarly  the  radial  data  at  0.2  kHz  read  rate  in  Figure  32(b) 

show  low  covariance  values  consistent  with  the  low  air  rms  data 

in  Figure  31(b).  These  characteristics  can  be  made  quantitative 

by  calculating  T  in  Equation  (62).  This  quantity  can  be  used  as 

a  test  for  self-consistency  of  the  data.  For  both  air  and  COg, 

the  rms  values  (i.e.,  sa  and  sc )  were  obtained  from  the  data  as 

described  by  Equations  (44)  through  (55).  This  involved  a 

subtraction  of  constant  background  levels  as  well  as  the  Poisson 

variance.  In  addition,  the  "true"  air  values  had  to  be  obtained 

by  a  subtraction  of  a- fraction  of  COg  concentration  from  the 

apparent  air  values.  These  manipulations  plus  the  fact  that  the 

background  levels  were  really  not  constant  and  that  the  COg 

fraction  in  the  air  channel  was  probably  not  constant  all 

indicate  the  .  likel ihood  of  T  *  -1.  It  should  be  noted  here  that 

a  calculation  similar  to  Equations  (44)  to  (55)  carried  out  for 
g 

finding  sac  shows  that  Equation  (63)  gives  the  covariance  be¬ 
tween  the  fluctuations  of  the  light  signals.  In  effect,  the 

Poisson  noise  signals  in  the  two  variables  are  completely 

o 

uncorrelated,  and  therefore,  do  not  contribute  to  sac .  Thus,  the 
closeness  of  T  to  -1  is  an  indication  of  the  correctness  of  both 
the  measurement  and  calculations  of  the  fluctuations. 
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The  meaning  of  T  =  -1  is  that  the  two  variables  are  per¬ 
fectly  anticorrelated  .  In  this  instance,  we  have  that  sa  =  sc . 
This  result  allows  us  to  define  a  "quotient  factor"  q  as 


3  !  2sasc/(sa 


(  64  I 


which  equals  unity  only  when  sa  =  sc  and  is  less  than  unity 
whenever  sa  ji  sc,  regardless  of  -which  quantity  is  small.  This 
factor  allows  us  to  test  the  rms  values  of  concentration 
independent  of  the  covariance.  The  values  of  T  and  q  are  given 
in  Table  3  for  positions  where  the  air  or  COg  signal  levels  are 
not  excessively  low.  '-Je  note  that  the  ratio  T /q  is  the  linear 
correlation  coefficient  which  cannot  exceed  the  magnitude  of 
unity.  Clearly,  this  ratio  in  Table  3  does  exceed  unity  which 
indicates  a  bias  in  the  data.  The, values  of  q  and  the  rms  values 
themselves  indicate  that  the  air  rms  values  are  low  for  the  hiah 
flow  rate.  The  suggestion  is  that  the  air  fluctuations  are  not 
being  adequately  resolved.  This  is  supported  in  the  radial  data 
by  the  closer  proximity  of  q  to  unity  at  the  higher  read  rate. 

Thus,  the  results  given  in  Table  3  lead  to  two  conclusions. 
First,  there  is  a  bias  in  the  data  which  becomes  worse  at  the 
high  flow  rate,  particularly  off  axis.  Second,  the  air  rms 
values  are  too  low  except,  perhaps,  at  the  low  flow  race.  The 
degree  to  which  these  two  discrepancies  are  connected  is  not 
clear.  However,  the  implication  of  all  these  data  is  that  the 
measurements  made  in  the  flowfield  where  the  turbulence  was 
fairly  high  either  did  not  adequately  detect  the  fluctuations  in 
the  air  concentration  or  that  there  is  a  breakdown  of  the  assumed 
conditions  in  the  observed  volume. 
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C O2  Read 

Flow  Rate 

(kg/h)  (kHz)  Profile 


Position 


( Icg/h ) 

(kHz) 

Profile 

(cm) 

T 

T 

q 

q 

2.0 

0*5 

Axial 

4.0 

-1.11 

0.998 

(Z) 

7.0 

-1.01 

-1.02 

1.000 

0 .999 

10.0 

-1.05 

±  0.066 

0.998 

±0.001 

14.0 

-0.91 

0.998 

6.0 

0.5 

Ax  ial 

4.0 

-1.31 

0.907 

(Z) 

7.0 

-1.09 

-1.05 

0 .970 

0 .969 

10.0 

-0 . 94 

±0.16 

1.000 

±  0.043 

14.0 

-0 .84 

0.997 

6.0 

0.2 

Rad ial 

0.1 

-0.53 

0.79 

(X) 

0.15 

-2.07 

0.94 

0.20 

-2.02 

-1.19 

0.97 

0.89 

0.40 

-2.13 

±0.99 

0.74 

±0.10 

at 

Z  =  2.0 

cm 

0.50 

-0.76 

0.99 

0.60 

-0.53 

0.89 

6.0 

2.0 

Radial 

0.1 

-2.90 

0.978 

(X) 

0.15 

-2.38 

-2.13 

0.936 

0.973 

0.20 

-1.99 

±0.70 

0.999 

±  0 .027 

at 

Z  =  2.0 

cm 

0.40 

-1.25 

0.980 

The  latter  possibility  includes  nonconstancy  of  temperature 
and/or  pressure,  differences  between  the  Og  and  Mo  molecules,  and 
the  contributions  of  the  minor  constituents  of  air.  Of  these, 
changing  temperature  is  a  possible  source  of  difficulty.  This  is 
due  to  the  Joule-Thompson  cooling  of  the  COg  gas  due  to  expansion 
at  the  pressure  regulator.  Since  the  gas  was  preheated  to  offset 
this  cooling,  it  is  not  obvious  that  this  is  a  sianificant 
contributor  to  the  bias. 

Inadequate  detection  of  the  air  fluctuations  could  be  due  to 
a  bias  in  the  measurement  scheme.  For  example,  the  observed 
volume  is  a  very  thin,  flat,  bow-tie-shaped  figure.  If  all  gas 
molecules,  on  the  average,  independent  of  their  positions  in  the 
flowfield,  move  through  the  volume  in  all  directions,  or  if  they 
move  slowly  in  one  direction,  the  measurements  should  be  self 
consistent.  On  the  other  hand,  if  the  two  gases  move  differently 
at  different  positions,  the  shape  of  the  observed  volume  becomes 
a  factor  in  the  fluctuation  measurements.  Basically,  the  larger 
the  size  of  a  particular  dimension  of  the  observed  volume,  the 
greater  will  be  the  integration  of  the  fluctuations  of 
concentration  that  arise  from  molecules  moving  with  a  component 
parallel'  to  that  dimension.  Since  the  long  dimensions  of  the 
volume  in  these  studies  were  transverse  (X  and  Y  axes)  to  the 
flow  axis  (2)  and  the  radial  measurements  were  particularly 
inconsistent,  presumably  due  to  the  low  ns  air  values,  it  is 
suggested  that  the  component  of  velocity  of  the  air  molecules 
transverse  to  the  flow  axis  increased  significantly  relative  to 
the  COg  molecules  in  the  6.0-kg/h  flow  compared  to  the  2.0  <g/h 
flow.  This  would  seem  to  be  consistent  with  the  larger  molecular 
weight  of  COg  relative  to  Og  and  !Jg  and  the  elementary  behavior 
of  objects  in  elastic  collisons.  Thus,  it  is  suqgested  tr.at  the 
shape  of  the  observed  volume  in  an  optical  measurement  of  a  gas 
variable  introduces  a  bias  in 
fluctuations  of  that  variable 
the  gas.  This  nypothesis  can 
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system  simply  by  doing  a  radial  profile  study  along  the  Y  axis. 
This  would  change  the  orientation  of  the  observed  volume  relative 
to  the  flow  axis.  Also,  the  length  of  the  Y-dimension  of  the 
observed  volume  can  easily  be  changed  thereby  changing  the 
sensitivity  of  the  measurement  to  the  motion  of  the  gas. 

The  third  and  fourth  moments  of  the  raw  air  and  CO2  data 
were  calculated  in  order  to  determine  the  skewness  8  3  and  the 
kurtosis  84  of  the  concentration  pdf's.  3ecause  of  the  need  for 
corrections  and  the  possibilities  of  significant  biases  in  the 
air  measurements,  these  quantities  for  the  air  concentration 
pdf's  are  not  presented.  The  results  of  these  calculations  for 
the  CO2  data  are  given  in  Figure  33.  Both  axial  and  radial  data 
are  presented  in  this  figure  and  the  axial  data  are  given,  where 
possible,  for  both  0.5  and  2.0  kHz  read  rates.  The  reduction  of 
read  rate  was  accomplished  by  combining  successive  reads  in  the 
data  set.  For  example,  since  the  original  2.0-kHz  data  sets  had 
4,096  reads,  the  reduction  to  a  0.5-kHz  read  rate  reduced  the 
number  of  reads  to  1,024.  Except  for  the  2.0-kHz  value  at 
Z  =  2.0  cm  ( 4 . 2d )  ,  the  skewness  shows  a  tendency  to  become 
slightly  negative  with  increasing  Z.  The  rather  striking 
skewness  at  Z  *  2.0  cm  ( 4 . 2d )  for  the  2.0-kHz  read  rate  and 
2.0-kg/h  flow  rate  and  the  corresponding  large  kurtosis  can  be 
attributed  in  part  to  the  fact  that  the  concentration  values  are 
limited  to  unity  mole  fraction,  and  therefore,  presents  a  limit 
on  the  instantaneous  values  that  are  possible.  This  argument  can 
also  be  applied  to  the  large  values  of  3 3  and  84  obtained  from 
the  radial  data. 

One  source  of  the  difficulty  in  these  da^a  is  suggested  by 
the  changes  in  3 3  and  84  with  read  rate  at  the  positions  close  to 
the  nozzle.  At  these  positions  the  CO2  concentration 
fluctuations  are  small  and,  because  the  mean  concentrations  are 
high,  the  absolute  "Poisson"  noise  levels  are  high.  When  the 
read  rate  is  high,  the  count  per  read  is  low  and  the 
uncertainties  in  the  moment  determinations  are  large.  seen  at 
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Figure  33. 


Skewness  and  Kurtosis  of  the  C02  PDF's  of  the  Axial 
and  Radial  Data.  (Radial  data  at  Z  =  4.l9d.  Mote 
read  ra.es  given  in  leaend .  ) 


Z/d  =  8.4  and  Z/d  =  14.7,  read  rate  had  a  somewhat  smaller 
influence  on  the  values  of  3 3  and  34  than  at  Z/d  =  4.2  consistent 
with  the  higher  rms  values  at  these  oositions  compared  with 
positions  closer  to  the  nozzle.  Nevertheless,  the  distortion  of 
the  pdf's  implied  by  high  |  3  3  j  and/or  3g  is  clearly  evident  in 
the  pdf's  shown  in  Figures  34(a)  and  (b).  The  increased 
bandwidth  that  accompanies  increased  read  rate  may  reveal 
features  in  the  pdf  due  to  fast  fluctuations  that  are  not  seen  at 
lower  read  rates.  For  comparison,  a  pdf  having  "reasonable" 
values  of  3 3  and  3 4  is  given  in  Figure  34(c).  We  note  that  most 
of  the  84  values  for  Z/d  _>  8.4  are  close  to  3.0  as  suggested  by 
Equations  (58)  and  (60).  An  interesting  exception  to  this  result 
is  the  6.0-kg/h  data  at  Z  =  10.0  cm  (20. Id).  The  data  set  shows 
a  rather  sizable  increase  in  |  3 3  |  and  84  compared  to  the  2.0-kg/h 
values.  This  result  suggests  that  an  extensive  study  of  the 
dependence  of  3 3  and  3 4  on  flow  rate  may  reveal  some  interesting 
properties  of  the  flowfield. 

4.2. 2.2  Spectral  and  Correlation  Analyses 

The  psdf's  of  a  number  of  the  pairs  of  data  sets  were 
computed  and  examined.  Generally,  they  were  nearly  flat  (i.e., 
"white")  or  had  a  slow  1/f2  dependence.  Typical  examples  of 
these  spectra  are  shown  in  Figure  35  for  Z  =  4.0  cm  ( 8 . 4d )  , 

2.0  kg/h  CO2  flow,  and  a  2.0  kHz  read  rate.  These  spectra  were 
computed  by  averaging  61  segments  obtained  by  overlapping 
successive  segments  by  three  quarters  of  a  segment  length,  where 
each  segment  had  256  points.  In  addition,  a  50-Hz-wide  "filter" 
function  was  applied  to  the  spectra.  The  widths  of  the  "noise" 
peaks  in  the  spectra  given  in  Figure  35  reveal  this  filter 
characteristic.  The  dashed  lines  identify  the  calculated  power 
spectral  density  due  to  the  Poisson  noise.  If  the  two  spectra 
given  in  Figures  35(a)  and  (b)  are  overlaid  such  that  the  two 
dashed  lines  coincide,  the  general  shape  and  strength  of  the 
spectra  appear  identical  within  the  uncertainties  of  the  apparent 
"noisy"  character  of  the  curves.  Interestingly,  there  are  some 
features  of  this  "noise"  that  appear  almost  identically  in  the 
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Figure  34.  CO2  Concentration  PDF's  Plotted  with  Minimum  Bin 

Widths  to  Reveal  Shapes;  (a)  On-Axis  at  Z  =  2.0  cm 
(4.19d)  at  2.0  kHz  Read  Rate  for  2.0-^g/h  CO 2  Flow 
Rate;  (b)  At  X  *  0.4  cm  { 1 . 6 8 r )  and  Z  =  2.0  cm 
(4.1 9d }  at  2.0  kHz  Read  Rate  for  6.0-Kg/h  CO2  Flow 
Rate;  (c)  On-Axis  at  Z  =  7.0  cm  (14. 7d)  at  1.0  *Hz 
Read  Rate  for  2.0-x.g/h  CO2  Flow  Rate. 
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Figure  35.  Concentration  PSDF's  Obtained  from  Simultaneously 
Recorded  Data  On-Axis  at  Z  *  4.0  cm  (8.38d)  for  a 
2.0-kg/h  CO2  Flow’  Rate;  (a)  Air;  (b)  CO2.  (Data 
records  have  4096  reads  taken  at  2.0  kHz  read  rate. 
Spectra  are  averages  over  61  tnree-auarter 
overlapping  segments  of  256  points  each  and  a  50-Hz 
cosine  filter.  Dashed  lines  are  the  calculated  power 
spectral  density  due  to  "Poisson  noise".) 
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two  spectra.  More  detailed  measurements  are  needed  to  resolve 
this  matter. 

Applying  the  l/f2  analysis  to  Figure  35(a)  similar  to  that 
used  to  analyze  the  temperature  psdf's  using  Equation  (41),  we 
obtain  tc  ~  0.47  ms  and  X<g  ~  0.56  m- f 2  Hz.  This  integral  time 
scale  is  about  equal  to  the  read  time  interval  At  which  means 
that  the  acf's  of  those  data  will  not  reveal  this  property  of  the 
data.  This  fact  is  clearly  seen  in  the  acf's  given  in  Figures 
36(a)  and  (b).  These  acf's  are  averages  of  16  nonoverlapping 
segments  with  256  points  each.  Clearly,  all  the  fluctuations 
have  correlation  times  shorter  than  the  0.5  ms  time  delay 
resolution  of  the  data.  It  is  important  to  note  that  the 
detailed  shape  and  strength  of  the  psdf's  shown  in  Figure  35  are 
independent  of  the  read  rate.  A  lower  read  rate  simply  reduces 
the  maximum  bandwidth  of  the  spectrum  that  can  be  obtained  from 
that  data.  Of  course,  as  seen  in  Figure  35,  there  is  an 
increased  noise  level  in  the  power  spectrum  as  the  frequency 
increases,  which  distorts  the  spectrum  near  fr/2. 

As  the  integral  time  scale  shortens  below  the  read  time,  the 
spectrum  flattens.  The  spectrum  'looks  like  white  noise.  This 
suggests  that  whenever  an  apparently  white  noise  level  is 
obtained,  there  is  a  random  process  with  an  integral  time  scale 
somewhat  shorter  than  the  read  time  interval.  This  was  observed 
in  most  of  the  psdf's  computed  from  the  6.0-kg/h  data,  which 
means  that  this  Reynolds  number  flow  of  30,000  has  an  integral 
time  scale  somewhat  less  than  0.5  ms.  Thus,  read  rates  of  at 
least  5  kHz  are  needed  to  accurately  probe  such  flowfields.  This 
is  in  agreement  with  the  studies  of  3irch,  et  al . 27 

The  ccf  given  in  Figure  36(c)  confirms  the  fast  character  of 
the  fluctuations.  It  also  shows  the  expected  anticorrelation  of 
the  concentration  of  the  two  gases. 
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In  summary,  the  spectral  analyses  showed  that  the 
fluctuations  consisted  of  a  1/f 2  contribution  with  an  integral 
time  scale  about  equal  to  the  read  time  interval,  an  apparently 
flat  or  white  noise  contribution,  and  the  usual  Poisson 
contribution.  In  the  CO2  data  given  in  Figures  35  and  36,  the 
apparent  white  noise  is  about  20%  of  the  total  measured  variance 
while  the  l/f2  contribution  is  about  33%.  The  remainder  is  due 
to  the  Poisson  contribution. 
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SECTION  5 
CONCLUSIONS 


We  have  shown  that  dynamic  and  simultaneous  two-channel 
spontaneous  Raman  measurements  can  be  carried  out  in  cold  flow  or 
a  flame  using  the  pure  rotational  lines.  The  data  obtained  from 
a  room-temperature  CO2  jet  and  a  CH4  diffusion  flame  yielded  to 
analyses  involving  pdf's,  psdf's  and  acf's.  The  results  of  these 
analyses  were  reasonably  consistent  with  the  published  results  of 
similar  stud ies . 15 , 3 7  Although  not  accomplished  in  this  work, 
the  potential  for  accurate  temperature  measurements  near  2,000  K 
at  read  rates  of  100  Hz  using  the  TiLaRS  concept  was  shown. 
Increases  in  the  spectrometer  throughput,  the  gain  of  the  multi¬ 
pass  cell  and  the  optimization  of  other  factors  in  the  TiLaRS 
system  indicate  that  this  frequency  can  be  increased  by  at  least 
a  factor  of  two.  Clearly,  the  maximum  read  rate  depends  not  only 
on  the  maximum  temperature  to  be  measured  but  also  the  total 
number  of  reads  that  can  be  recorded.  For  example,  an  increase 
in  the  number  of  reads  by  16  would  permit  an  increase  in  the 
maximum  read  rate  by  a  factor  of  four  for  the  same  precision  in 
the  mean  measurement. 

In  this  work  we  developed  and  made  operational  a  set  of 
computer  programs  designed  to  handlt  the  data  acquisition,  the 
data  analysis,  and  the  presentation  of  the  data  in  the  form  of 
computer-generated  plots.  These  programs  provide  a  large  degree 
of  flexibility  in  the  various  stages  of  measurement  and 
analysis . 27 

The  two-channel  TiLaRS  system  uses  a  relatively  simple  but 
unique  modification  of  the  exit-slit  image  of  a  conventional 
double  spectrometer.  The  performance  of  the  exit-slit  optical 
system  and  multipass  optical  cell  were  in  good  agreement  with  the 
original  design  goals.  We  have  established  a  dependable  and 
consistent  procedure  for  adjusting  and  calibrating  the  TiLaRS 
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system  and  have  identified  the  most  likely  sources  of  error  in 
this  procedure  and  in  the  measurements. 

These  studies  have  shown  the  importance  of  the  Poisson 
uncertainty  in  the  evaluation  of  the  real-time  data.  We  also 
have  shown  how  to  properly  account  for  this  uncertainty  in  each 
type  of  data  set.  This  includes  simultaneous  temperature  and 
concentration  measurements  as  well  as  simultaneous  measurements 
of  the  concentrations  of  two  gases  at  constant  temperature  and 
pressure.  Furthermore,  the  problem  of  interference  by  one  gas 
with  the  measurements  of  the  other  gas  has  been  successfully 
resolved  for  at  least  the  mean  and  rms  values  of  the  con¬ 
centrations  . 

It  is  clear  that  the  performance  of  the  current  TiLaRS 
system  is  optimum  at  temperatures  below  1,200  K ,  particularly  for 
room-temperature  studies.  It  should  also  be  noted  that  tem¬ 
perature  measurements  in  environments  such  as  nonmethane  flames, 
where  there  are  a  large  variety  of  molecular  species  in  the  flow, 
have  not  been  tried.  For  such  measurements  to  have  a  reasonable 
probability  for  success,  a  third  channel  would  be  required  for 
measuring  the  background  signal. 

Among  the  results  of  the  studies,  we  have  determined  that 
the  shape  of  the  temperature  pdf  of  a  noncombusting  gas  is 
consistent  with  the  predictions  of  a  Gaussian  total-number- 
density  pdf  transformed  via  the  ideal  gas  law  at  constant 
pressure  to  the  temperature  pdf.  We  have  identified  the 
interesting  presence  of  a  l/f2  component  in  the  temperature 
fluctuations  of  the  CH4  flame  front  and  in  the  concentration 
fluctuations  of  the  CO2  jet.  This  temperature  fluctuation 
component  is  consistent  with  reported  flame  front  measurements . 4 5 
It  is  interesting  that  the  N2  concentration  fluctuations 
associated  wich  the  above  temperature  measurements  did  not  show  a 
1/f 2  behavior.  The  C02  iet  studies  also  revealed  the 
possibility  of  an  important  bias  associated  with  the  size  and 
shape  of  the  observed  volume  and  the  flow  direction  of  the  gas 
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relative  to  that  volume.  Such  a  bias  would  not  be  apparent  in 
single-channel  dynamic  measurements. 

The  essence  of  the  difference  between  the  TiLaRS  concept 
compared  to  systems  that  use  a  low-repetition  rate,  high-peak 
power  laser  is  that  in  the  TiLaRS  system  we  strive  to  acquire  a 
very  large  number  of  measurements,  namely  on  the  order  of  10  to 
100  times  more  data  than  has  been  typical  with  a  low-prf 
laser.  6,17  This  quantity  of  data  permits  small  contributions  of 
the  thermodynamic  variable  being  studied  to  be  extracted  with 
reasonable  precision  from  the  data  sets  where  the  information 
determined  from  a  single  read  of  the  set  would  not  be  useful.  As 
dramatically  seen  in  our  efforts  to  obtain  smooth  psdf's,  the 
determination  of  the  shape  and  magnitude  of  pdf's,  psdf's,  or 
acf's  for  example,  or  any  parameter  for  that  matter,  associated 
with  a  more-or-less  random  variable  (i.e.,  noise)  to  some  useful 
degree  of  precision  requires  a  very  large  number  of  measurements. 
Of  course,  the  sacrifice  made  in  the  TiLaRS  approach  was  to 
restrict  the  measurements  to  those  flowfields  that  have  no 
significant  interferences  from  "minor"  species.  Actually,  in  the 
flame  studies  reported  here,  there  undoubtedly  were  interferences 
from  CO,  CO2,  and/or  H2O  which  were  not  too  significant  because 
of  the  inability  to  measure  temperatures  in  the  combustion  zone. 
In  the  future  these  will  have  to  be  dealt  with.  These  inter¬ 
ferences  present  a  challenge  primarily  to  the  resolution  of  the 
instrument  and  the  skill  of  the  experimenter  but  not  the  feasibi¬ 
lity  of  the  technique.  The  technique  is  intrinsically  simple  and 
the  data  relatively  easy  to  reduce  to  the  desired  variable. 

These  are  important  features  if  a  very  large  quantity  of  data  is 
to  be  recorded  and  processed.  It  is  evident  that  a  large  quan¬ 
tity  of  data,  at  least  -2,000  values,  are  needed  to  quan¬ 
titatively  characterize  the  statistical  properties  the  type  of 
random  variables  that  are  associated  with  turbulent  flowfields. 


SECTION  6 
RECOMMENDATIONS 


The  recommendations  fall  into  three  cateqories:  techniques, 
apparatus,  and  measurements.  These  recommendations  concern  prin¬ 
cipally  the  optimization  of  the  TiLaRS  approach  and  the  explora¬ 
tion  of  its  capabilities.  They  are  presented  roughly  in  order  of 
decreasing  priority.  The  priorities  are  arranged  to  achieve 
optimum  capability  in  flame  measurements.  Some  of  the  priorities 
would  change  if  cold  flow  measurements  are  emphasized. 

Techniques : 

a.  Modify  the  exit  slit  and  exit-slit  optics  to  permit  a  wider 
opening  so  as  to  allow  i j  =  4  in  temperature  measurements. 

b.  Determine  the  modifications  of  the  beam-insertion  technique 
and/or  optical  characteristics  of  the  laser  beam  necessary  to 
obtain  higher  gains  with  the  multipass  cell. 

c.  Design  software  to  permit  recording  runs  having  at  least 
16  K  samples  per  channel. 

d.  Add  an  independently-ad j ustable  third  channel  to  permit 
simultaneous  measurement  of  the  background  signal  level.  This 
includes  software  and  computer  modifications  to  handle  the  third 
channel . 

e.  Use  a  shorter  focal  length  lens  for  the  collection  lens  L]_ 
so  as  to  increase  the  solid  angle  of  light  collection  in  flame 
measurements . 

f.  Replace  L4  in  Figure  11  with  two  shorter  focal-length, 
plano-convex  cylindrical  lenses  to  reduce  aberrations  and  light 
loss . 
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g.  Add  a  channel  to  record  the  Rayleigh  scattering  intensity 
simultaneous  with  the  Raman  measurements. 

h.  Add  a  channel  to  record  the  vibrational  Raman  band  of 
methane  simultaneous  with  the  rotational  Raman  channels. 

i.  Develop  a  method  to  record  the  intensities  of  two  or  more 
spectral  lines  in  a  given  channel  so  as  to  enhance  the  signal-to- 
noise  ratio  at  high  sampling  rates.  This  would  require  the  deve¬ 
lopment  of  new  analysis  software. 

j.  Develop  software  to  fit  a  pdf  to  a  set  of  moments  obtained 
from  cold  flow  measurements. 

Apparatus  : 

a.  Replace  the  current  ruled  gratings  with  holographic  gratings 
so  as  to  reduce  the  scattered  laser  light  in  the  Raman  channels. 
This  is  a  minimal  recommendation.  A  much  more  sizable  improve¬ 
ment  in  throughput,  reduction  of  scattered  laser  light,  number  of 
available  channels  (at  least  five),  and  overall  performance  can 
be  achieved  only  through  the  acquisition  of  a  new  spectrometer. 

b.  Modify  the  current  slit  height  control  or  replace  it  in 
order  to  obtain  continuous  adjustability  over  zero  to  5  mm. 

c.  Replace  the  data  acquisition  hardware  and  software  with  a 
system  that  has  more  memory,  is  faster,  is  more  user  friendly, 
and  which  can  handle  a  wider  variety  of  real-time  I/O  functions 
than  the  current  Data  General  Nova  minicomputer. 

d.  Devise  apparatus  to  protect  the  PMT's  from  accidental  expo¬ 
sure  to  excessive  light  levels. 

e.  Acquire  a  photon  correlator  for  Raman  and  Rayleigh  studies 
in  cold  flow  and  Rayleigh  studies  in  flames. 


Measurements  : 


a.  Study  the  influence  of  observed-volume  size  and  orientation 
on  the  measured  moments  in  an  axial-symmetric,  cold  flowfield. 

b.  Do  a  more  intensive  study  of  a  well-characterized  flame  to 
explore  the  shape  changes  of  the  temperature  and  N2  concentration 
pdf's. 

c.  Investigate  fully  the  nature  of  the  l/f2  behavior  of  the 
temperature  fluctuations  of  the  flame  front. 

d.  Do  N2  concentration  measurements  in  the  flame  where  the 
Poisson  uncertainty  is  minimized  using  Equation  (39). 

e.  Carry  out  measurements  of  Rayleigh  scattering  and/or  Raman 
scattering  from  the  methane  vibrational  band  simultaneous  with 
the  rotational  Raman  measurements  in  a  well-characterized  flame. 
This  would  include  the  case  where  the  gases  are  chosen  to  give  a 
nearly  constant  Rayleigh  scattering  cross  section  throughout  the 
flowfield  so  as  to  permit  temperature  calculations  from  the 
Rayleigh  data.  These  results  could  be  compared  to  the  Raman- 
determined  temperatures. 

f.  Do  cold  flow  measurements  in  a  well-characterized,  two- 
component  flowfield  using  various  gases  and  flow  rates.  The 
effort  here  would  be  to  study  the  behavior  of  the  moments  and  the 
time  scales  of  the  fluctuations  of  the  two  gases  and  how  they 
relate  to  the  mixing  process. 
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